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ABSTRACT 

Objective: Influenza is a highly infectious viral 
disease, which occurs epidemically almost every 
winter in Japan. Rapid screening of patients with 
suspected influenza in places of mass gathering 
is important to delay or prevent transmission of 
the infection. The aim of this study was to as- 
sess the effectiveness of our newly developed 
infection screening system that employed vital 
signs and percutaneous oxygen saturation (SpO2) 
as parameters in a clinical setting. Methods: 
Since SpO2 accurately reflects respiratory sta- 
tus during influenza virus infection, we upgrad- 
ed our previous system by adding SpO2 as a 
new parameter to improve the screening accu- 
racy. This system instantly measures SpO2 and 
vital signs (i.e., heart rate, respiration rate, and 
facial temperature), which automatically detects 
infected individuals via a neural network-based 
nonlinear discriminant function using these de- 
rived parameters. We tested the system on 45 
patients with seasonal influenza (35.8˚C < body 
temperature < 40.0˚C, 18 - 35 years) and 64 nor- 
mal control subjects (35.0˚C < body temperature 
< 37.5˚C, 18 - 30 years) at Japan Self-Defense 
Central Hospital in 2012. Results: The system 
identified 40/45 patients with influenza and 60/64 
normal control subjects, and provided sensitiv- 
ity, specificity, and positive and negative predic- 
tive value (PPV, NPV) of 88.8%, 93.8%, 90.9%, 
and 92.3%, respectively. By including SpO2 as a 
screening parameter, we achieved superior sen- 

sitivity and NPV compared to that reported in 
our previous paper (sensitivity = 88%; NPV = 
82%). Conclusions: Our results suggest that 
SpO2 is a good screening parameter that im- 
proves the accuracy of infection screening. The 
proposed system has the potential to efficiently 
identify infected individuals, thereby delaying or 
preventing the spread of infection during epide- 
mic seasons. 
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1. INTRODUCTION 
Recently, the first human infection with the novel 

avian influenza A (H7N9) virus was reported in mainland 
China in March 2013 [1]. Influenza viruses, such as 
H7N9, can cause severe pneumonia or acute respiratory 
distress syndrome, which results in significant morbidity 
and mortality [2,3]. Rapid detection of influenza can pre- 
vent the transmission of the infection and reduce the risk 
of developing influenza-related complications. In order 
to conduct rapid screening of infected individuals at 
places of mass gathering during the time of prevalence of 
highly contagious infectious diseases such as an avian 
influenza, we have developed a neural network-based in- 
fection screening system to monitor infection-induced 
alterations of SpO2 and vital signs, i.e., heart rate, respi- 
ration rate, and facial temperature, using non-invasive bi- 
osensors. 

After the severe acute respiratory syndrome outbreak 
in 2003, infrared thermography became a potential tool  
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for detecting fever and has been widely used for screen- 
ing at places of mass gathering such as airport quarantine 
offices and hospital outpatient units [4,5]. However, some 
studies indicate that fever-based screening during early- 
stage influenza is limited because many factors can affect 
thermographic measurements [6-8]. Therefore, to achi- 
eve screening that is more accurate, we have developed a 
system that monitors the heart and respiration rate as 
well as facial temperature, as described in our previous 
studies [9,10]. 

In this study, we included SpO2 as a screening para- 
meter to improve the accuracy because SpO2 levels ac- 
curately reflect lung function during influenza virus in- 
fection [11]. Therefore, our screening system integrates 
multiple physiological parameters for rapid detection of 
influenza, which provides sensitivity that is superior to 
the fever-based screening system. We employed a neural 
network-based nonlinear discriminant function, which 
has been already reported in our previous paper [12]. 
This discriminant function allows for distinguishing of pa- 
tients with influenza from normal control individuals us- 
ing 4 physiological parameters: SpO2, heart rate, respira- 
tion rate, and facial temperature. In order to assess the 
performance of the system, we conducted the screening 
at the Japan Self-Defense Force Central Hospital during 
the winter season from 2011-2012. 

2. MATERIALS AND METHODS 

2.1. An Infection Screening System That 
Non-Invasively Measures Vital Signs 
and SpO2 

We have upgraded our previous portable infection 
screening system by including a pulse oximeter module. 
The technical details have been reported in previous pa- 
pers from the viewpoint of medical system engineering 
[13,14]. The biosensors consist of a thermography to mo- 
nitor facial temperature (NIPPON AVIONICS, Thermo 
shot F30, Japan), a 10-GHz respiration radar to deter- 
mine respiration rate (new JRC, NJR4175, Japan), and a 
pulse oximeter module to calculate the SpO2 and heart 
rate (NONIN Medical, OEM III, USA). A diagrammatic 
illustration of the system is shown in Figure 1. 

The analog signal outputs from the biosensors are sent 
to a personal laptop computer for analysis and the ob- 
servations are displayed in real time. The cardiac and 
respiratory curves and facial thermo image are shown on 
the laptop screen. Within several tens of seconds, the in- 
fection screening system displays the result calculated by 
a neural network-based discriminant function from the 
multiple physiological parameters. The light-emitting di- 
ode lights indicate the screening result: red indicates 
“POTENTIAL INFECTION” and green indicates  

 

Figure 1. A diagrammatic illustration of the infection screening 
system. The thermography is placed 45 cm from the subject’s 
face, and the respiration radar is placed 30 cm from the sub-
ject’s chest. 
 
“PASS” (Figure 1). The software environment was de- 
veloped on LabVIEW (National Instruments, Austin, Te- 
xas, USA) and MATLAB (Mathworks, Natick, MA, 
USA). 

2.2. Patients and Normal Control Subjects 

The present study was carried out at Japan Self-De- 
fense Force Central Hospital from January to February 
2012. In total, 45 patients admitted for influenza-like ill- 
nesses were diagnosed with seasonal type A influenza us- 
ing the QuickVue Rapid SP Influ test (Quidel Corp., 
USA) [15]. All patients were men and members of the 
self-defense forces (18 - 35 years). These patients were 
treated with oseltamivir or zanamivir, and their axillary 
temperatures averaged 36.7˚C ± 0.7˚C (35.8˚C < axillary 
temperature < 40.0˚C). 

All the normal control subjects (n = 64) were male 
students from the baseball club at Tokyo Metropolitan 
University. These normal control subjects had no symp- 
toms of fever, headache, or a sore throat. The average 
age of the subjects was 21 years (18 - 30 years), and their 
axillary temperatures averaged 36.5˚C ± 0.4˚C (35.0˚C < 
axillary temperature < 37.5˚C). 

This study was approved by the Ethics Committee of 
Japan Self-Defense Forces Central Hospital and the Com- 
mittee on Human Research of the Faculty of System De- 
sign, Tokyo Metropolitan University. Informed written 
consent was obtained from all the subjects. 

2.3. A Neural Network-Based Non-Linear 
Discriminant Function to Distinguish 
Patients with Influenza from Normal 
Control Subjects 

In our previous paper [12], we proposed a neural net- 
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work-based discriminant method, i.e., Kohonen’s self- 
organizing map (SOM) [16] combined with a k-means 
clustering algorithm [17]. SOM has been widely used for 
classification of high-dimensional data on the basis of 
unsupervised learning. This feature makes SOM a suit- 
able classifier to cluster the influenza group and normal 
group by using multiple vital signs and SpO2 data. The 
SOM clustering result is visualized on a 2-dimensional 
map by using the unified distance matrix (U-matrix). 
However, SOM classification is composed of various 
clusters, and it is therefore difficult to establish the opti- 
mal number of clusters. Hence, k-means clustering is us- 
ed to obtain the final 2 clusters (“influenza group” and 
“normal control group”) over the SOM output. 

The SOM combined with the k-means clustering me- 
thod consists of 2 layers (input and output). First, the da- 
ta for the 4 parameters (i.e., heart rate, respiration rate, 
facial temperature, and SpO2) from 109 subjects (45 pa- 
tients with influenza and 64 normal control subjects) 
were used to create various SOM clusters on the input la- 
yer. In the second step, the k-means clustering algorithm 
was employed to reduce the SOM clusters to 2 clusters 
(“influenza group” and “normal control group”) on the 
output layer. 

3. RESULTS 

The results of screening by SOM with k-means discri- 
minant analysis are shown in Figure 2. The SOM clus- 

 

 

Figure 2. (a) and (b) The SOM clustering result is visualized on a 2-dimensional map using U-matrix. (c) The SOM 
map created from the data obtained from a total of 109 subjects on the basis of 4 parameters including SpO2. Influ- 
enza (INF1, INF2, …) and normal control subjects (NOR1, NOR2, …) tend to be classified under the red and the 
green clusters, respectively. Herein, 40/45 patients with influenza were included in the influenza group (red cluster), 
and 60/64 normal control subjects were included in the normal group (green cluster). Five patients with influenza (cir- 
cled in red) were misdiagnosed as normal and 4 normal control subjects (circled in green) were misdiagnosed as in- 
fected. (d) The SOM map developed on the basis of the data from the same subjects, but by using only 3 parameters, 
excluding SpO2. Herein, 35/45 patients with influenza were included in the influenza group (red cluster), and 54/64 
normal control subjects were included in the normal group (green cluster). Ten patients with influenza (circled in red) 
were misdiagnosed as normal and 10 normal control subjects (circled in green) were misdiagnosed as infected. 
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tering result is visualized on a 2-dimensional map using 
U-matrix, as shown in Figures 2(a) and (b). Various clu- 
sters can be found on the map according to color varia- 
tion. 

Figure 2(c) shows the screening results of SOM map- 
ping of the data obtained from 109 subjects on the basis 
of the 4 parameters, i.e., facial temperature, respiration 
rate, heart rate, and SpO2. Influenza (INF1, INF2, …) 
and normal control subjects (NOR1, NOR2, …) were 
classified under the red and the green clusters, respec- 
tively. A total of 40 out of 45 patients with influenza 
were included in the influenza group (red cluster), and 60 
out of 64 normal control subjects were included in the 
normal group (green cluster). Five patients with influen- 
za (circled in red) were misdiagnosed as normal (false 
negative) and 4 normal control subjects (circled in green) 
were misdiagnosed as infected (false positive). Figure 
2(d) shows the SOM mapping obtained from the data of 
the same subjects, but using only 3 parameters mention- 
ed above, without SpO2. The figure shows that a total of 
35 out of 45 patients with influenza were included in the 
influenza group (red cluster), and 54 out of 64 normal 
control subjects were included in the normal group (green 
cluster). Ten patients with influenza (circled in red) were 
misdiagnosed as normal (false negative) and 10 normal 
control subjects (circled in green) were misdiagnosed as 
infected (false positive). 

We calculated the following diagnostic values: sensi- 
tivity, specificity, positive predictive value, and negative 
predictive value (NPV), to evaluate the screening accu- 
racy of “with SpO2” and “without SpO2” cases (Table 1). 
The sensitivity and NPV are the most important indexes 
of mass screening. We found that by including SpO2 as a 
screening parameter, the sensitivity and NPV were im- 
proved to 88.8% and 92.3%, respectively. 

Moreover, the classified data were compared within 
the influenza group and normal control group by the Stu- 
dent’s t-test. Statistical results are shown in Figure 3, the 
facial temperature, respiration and heart rates, and SpO2 
were significantly different between the influenza group 
and normal control group (P < 0.05). 

4. DISCUSSION AND CONCLUSION 

Early detection of influenza in places of mass gather- 
ing becomes essential to prevent disease transmission  
 
Table 1. Diagnostic values for the screening accuracy of “with 
SpO2” and “without SpO2” cases. 

 Sensitivity Specificity PPVa NPVb 

With SpO2 88.8% 93.8% 90.9% 92.3%

Without SpO2 77.8% 84.4% 77.8% 84.4%

a. PPV: positive predictive value; b. NPV: negative predictive value. 

 

 

Figure 3. The classified data were compared within the influenza and normal con- 
trol group. 
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during epidemic seasons [18]. Our infection screening- 
system integrates multiple physiological parameters for 
rapid and reliable detection of influenza. By adding these 
parameters, our system can detect infected individuals 
even if they were under antifebrile medications and with 
normal body temperature. 

There are 2 important points to be mentioned in this 
study. (1) We have applied SpO2 as a screening para- 
meter because it provides a rapid, non-invasive, and ef- 
fective assessment of lung function at all stages of in- 
fluenza infection. Moreover, during the H1N1 outbreak 
in 2009, the World Health Organization recommended 
that, if possible, the respiratory rate should be recorded 
for over a minute with simultaneous analysis of oxygen 
saturation [19]. As expected, by including SpO2 to the 
test, the sensitivity and NPV were significantly improved 
compared to cases analyzed without SpO2 monitoring. 
Our results suggest that SpO2 is a good screening para- 
meter that improves the accuracy of infection screening. 
(2) The study sample was restricted to individuals of a 
small age group, male gender, and a certain degree of 
physical fitness. In order to conduct a large-scale data col- 
lection, we hope to test this system in South-East Asian 
countries with a high risk of infectious diseases, such as 
Vietnam. 

In summary, this rapid and sensitive screening system 
could potentially allow for delay or prevention of infec- 
tious disease transmission and enable safeguarding of 
public health. Furthermore, this system automatically de- 
tects infected individuals and is able to reduce the risk of 
secondary exposure of health care workers to infectious 
agents. 
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