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Abstract 
A highly sensitive, accurate and rapid analytical method based on reversed-phase liquid chroma-
tography/electrospray ionization tandem mass spectrometry (RP-LC-ESI-MS/MS) has been devel-
oped and validated for the determination of repaglinide in human plasma using cetirizine as an 
internal standard (IS). The method was validated over a linear range of 0.5 - 100 ng/ml. After ad-
dition of IS, analytes were extracted from the plasma samples by liquid-liquid extraction using 
tert-butyl methyl ether as. The dried residue was reconstituted with 500 μL of mobile phase con-
sisting of water/methanol/acetonitrile (62.5:20:17.5, v/v/v) and 0.2% formic acid. Chromato-
graphic separations were achieved on a C18 analytical column. The analytes were detected with a 
triple quadrupole mass spectrometer using turbo V® ion spray source with positive ionization in 
multiple reaction monitoring (MRM) mode using MRM transitions m/z 453.3 > 162.2 and m/z 
389.0 > 201.1 for the drug and IS, respectively. The proposed method was fully validated in terms 
of linearity, accuracy, precision, specificity, sensitivity, recovery and stability, giving results within 
the acceptable range. This method was successfully applied for a large number of authentic human 
plasma samples from a bioequivalence study. 
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1. Introduction 
Repaglinide, (S)-2-Ethoxy-4-[2-[[3-methyl-1-[2-(1-piperidinyl)phenyl]butyl]amino]-2-oxoethyl]benzoic acid, is 
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a novel, fast-acting, oral anti-diabetic agent derived from carbamoylmethyl benzoic acid. It is used in the treat-
ment of type 2 diabetes mellitus which is also known as non-insulin dependent diabetes mellitus NIDDM [1]. 

Several analytical methods for the quantitative determination of repaglinide in pure as well as pharmaceutical 
formulations were reported [2]-[6], but there are a limited number of analytical methods describing the determi-
nation of repaglinide in biological samples [7]-[9]. One method is based on electrochemical detection [7] and 
another is based on UV detection [8] after HPLC separations. Both methods suffer from low sensitivity (2.5 - 5 
ng/ml) and relatively long run time. 

An analytical method for the analysis of repaglinide in equine plasma using liquid chromatography coupled 
with tandem mass spectrometry has also been reported with a limit of detection of 1 ng/ml [9]. This method is 
more sensitive than the previously mentioned methods, but it was used only for screening purposes of 10 an-
ti-diabetic drugs in horseracing without quantitative determination. So far, there is no reliable method reported 
for the analysis of repaglinide in human plasma using a hyphenated analytical technique (LC-MS/MS). 

Liquid chromatography (LC) coupled to mass spectrometric (MS) detection has been used for both identifica-
tion and quantification of drugs at low concentrations in various pharmaceutical formulations, in raw materials 
and in biological fluids [10]. 

The aim of the present work is to report the development and validation of a novel analytical method for the 
quantitative analysis of repaglinide in human plasma using a reversed-phase liquid chromatography coupled 
with electrospray-tandem mass spectrometry (RP-LC-ESIMS/MS) using a simple and fast liquid-liquid extrac-
tion. 

2. Experimental 
2.1. Chemicals and Reagents 
Repaglinide working standard was supplied by Hikma Pharmaceuticals (Jordan), while cetirizine (IS) working 
standard was supplied by Pharma International Company (Jordan). HPLC-grade acetonitrile, methanol, tert- 
butyl methyl ether, formic, and acetic acid were purchased from Merck (Germany). All other chemicals used 
were of pharmaceutical or special analytical grade. 

For all the analyses, ultrapure water (MilliQ®, Millipore, USA) filtered through a 0.2 μm membrane filter was 
used. 

2.2. Apparatus and Analytical Conditions 
The RP-LC-MS/MS method was performed on an Agilent HPLC system (Agilent, USA) equipped with Agilent 
1100 binary pump, Agilent 1100 membrane degasser, Agilent 1100 column compartment, and Agilent 1100 
thermostatted well-plate sampler. The peak areas were integrated automatically by a computer using the Ana-
lyst® 1.4.1 software program (Applied Biosystems, USA). The experiments were carried out on a reversed phase 
Symmetry® C18 (Waters, USA) column (50 mm × 2.1 mm I.D., with a particle size of 3.5 μm and pore size of 
100 Å). The HPLC system was operated isocratically at controlled column temperature (30˚C) using a mobile 
phase consisting of water/ methanol/acetonitrile (62.5:20:17.5, v/v/v) and 0.2% formic acid. This was filtered 
through a 0.2 μm membrane filter (Millipore, USA) and run at a flow rate of 0.4 mL/min. The injection volume 
was 5 μL for both standards and samples. The autosampler temperature was maintained at 5˚C. The triple qua-
drupole mass spectrometer model API 4000 (Applied Biosystems, USA), equipped with a Turbo V® ion spray 
source in positive mode, was set up in multiple reaction monitoring (MRM) mode. The following transitions 
were monitored, m/z 453.3 > 162.2 and m/z 389.0 > 201.1, for repaglinide and IS, respectively. For the optimi-
zation of mass spectrometer conditions, a mixed standard solution (100 ng/mL) containing repaglinide and IS 
was directly infused into the HPLC flow by a syringe pump via a T-connector. The following parameters were 
selected: ion source gas 1 (nebulizer gas; nitrogen), ion source gas 2 (turbo heater gas; zero grade air) and cur-
tain gases (high purity nitrogen) were set at 40, 40, and 15 PSI, respectively. Ion spray voltage and source tem-
perature were 5500 V and 550˚C, respectively. The dwell time was set at 0.5 second and the collision gas pres-
sure (high purity nitrogen) was set at 6 PSI. The declustering potential (DP) was 70 and 45 V, the entrance po-
tential (EP) was 10 and 9 V, the collision cell exit potential (CXP) was 10 and 13 V, the collision energy was 29 
and 27 eV for repaglinide and IS, respectively. Data acquisition and analysis were performed using the Analyst® 
software (version 1.4.1) running under Windows 2000 on a workstation Dell PC. 
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2.3. Standard and Quality Control Preparation 
The stock solution of repaglinide was prepared by weighing 100 mg of reference material into a 100 mL volu-
metric flask and diluting to volume with methanol, obtaining a concentration of 1 mg/ mL. One mL of repagli-
nide stock solution (1 mg/mL) was further diluted into a 100 mL volumetric flask with methanol: water (1:1, v/v) 
to prepare repaglinide working standard solution (10 μg/mL). Cetirizine stock solution was prepared by weigh-
ing 10 mg of reference material into a 100 mL volumetric flask and diluting to volume with methanol obtaining 
a concentration of 0.1 mg/mL. One hundred μL of cetirizine stock solution (0.1 mg/mL) were further diluted in-
to a 100 mL volumetric flask with water to prepare cetirizine working standard solution (100 ng/mL). The pre-
pared stock and working solutions were stored in a freezer at −20˚C ± 5˚C. Calibration standard solutions with 
concentrations of 10, 20, 40, 100, 200, 400, 800, 1200, 1600, and 2000 ng/mL were prepared by diluting repag-
linide working standard solution (10 μg/mL) using (50% water: 50% methanol) in 10 mL volumetric flasks. Ca-
libration standards in plasma were prepared by diluting 500 μL of each calibration standard solution with pooled 
blank human plasma in 10 mL volumetric flasks to prepare the calibration standards containing 0.5, 1, 2, 5, 10, 
20, 40, 60, 80 and 100 ng/mL. The quality control (QC) samples were prepared in a similar way with the con-
centrations of 1.5 ng/mL (low), 50 ng/mL (medium) and 85 ng/mL (high). These QC samples were then divided 
in aliquots and stored in a freezer at −20˚C ± 5˚C until analysis. 

2.4. Sample Preparation 
A total of 200 μL of the spiked plasma or authentic sample was transferred to a 10 mL glass tube followed by 
the addition of 100 μL of internal standard solution (100 ng/mL of cetirizine in water) and 50 μL of 0.05 M 
ammonium acetate buffer solution (pH: 4.5). All samples were mixed by vortex-agitation for 30 s. Then, a 6mL 
aliquot of the extraction solvent, tert-butyl methyl ether was added using dispenser. The tubes were vor-
tex-mixed for 60 s, and then centrifuged for 5 min at 3200 rpm. The organic layer was transferred into another 
10 mL glass tube and evaporated under a gentle stream of nitrogen gas while immersed in a water bath at 40˚C. 
Each sample was reconstituted with 500 μL of mobile phase and vortex-mixed for 30 s. The samples were 
transferred to autosampler vials, centrifuged for 5 min at 13,000 rpm, and 5 μL were injected into the LC- 
MS/MS system. 

2.5. Bioanalytical Method Validation 
The method was validated for specificity, sensitivity (lower limit of quantification, LLOQ), linearity, recovery, 
accuracy, precision, and stability studies following USFDA guidelines [11]. 

2.5.1. Specificity 
Randomly selected six blank human plasma samples, which were collected under controlled conditions, were 
assayed applying the extraction procedure and chromatographed to determine the extent to which endogenous 
plasma components could interfere with the analyte or the internal standard. 

2.5.2. Sensitivity (Lower Limit of Quantification, LLOQ) 
The lowest standard concentration on the calibration curve is accepted as the lower limit of quantification if the 
following conditions are met: the analyte response at the LLOQ should be at least five times the response com-
pared to blank response; at the same time; the analyte peak (response) should be identifiable, discrete, and re-
producible with a precision of ±20% and accuracy ranging between 80% - 120%. 

2.5.3. Calibration Curves 
The calibration curves were constructed from a blank sample (a plasma sample processed without IS), a zero 
sample (a blank plasma processed with IS), and ten concentrations of repaglinide including the LLOQ, ranging 
from 0.5 to 100 ng/mL. The peak area ratio of the drug to the IS against the respective standard concentrations 
was used for plotting the graph. The linearity was evaluated by a weighted (1/concentration) least squares re-
gression analysis. The acceptance criteria (accuracy and precision) for each back-calculated standard concentra-
tion were less than 15% deviation from the nominal values, except for the LLOQ which was less than 20%. 
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2.5.4. Recovery 
The absolute analytical recovery was calculated by comparing chromatographic peak areas from unextracted 
standard samples and from extracted standard samples at three different concentrations (1.5, 50, and 85 ng/mL) 
for repaglinide and 50 ng/mL for the IS. 

2.5.5. Accuracy and Precision 
The intra-day accuracy and precision were evaluated by analyzing QC samples at three different levels in six 
replicates together with a calibration standard curve in the same day. The inter-day accuracy and precision were 
evaluated by analyzing QC samples together with a calibration standard curve over 3 days. Intra- and inter-day 
precision was expressed as relative standard deviation (%RSD). The accuracy was expressed as the percent ratio 
between the experimental concentration and the nominal concentration for each sample. The evaluation of pre-
cision was based on the criteria that the deviation of each concentration level should be within ±15%, except for 
the LLOQ, for which it is allowed to be within ±20% [11]. Similarly for accuracy, the mean value should not 
deviate by more than ±15% of the nominal concentration, except for the LLOQ, where it should not deviate by 
more than ±20% of the nominal concentration. 

2.5.6. Stability 
The concentration of repaglinide after each storage period was related to the initial concentration as zero cycle 
(samples that were freshly prepared and processed immediately). The samples were considered stable if the 
deviation (expressed as percentage bias) from the fresh samples (zero cycle) was within ±15%. The stability of 
repaglinide was studied under the following conditions: 

The freeze-thaw stability of repaglinide was determined at low and high QC samples (six replicates), over five 
freeze-thaw cycles within 5 days. In each cycle, the frozen plasma samples were thawed at room temperature 
(25˚C ± 5˚C) for 2 h and refrozen for 24 h at −20˚C ± 5˚C. After completion of the fifth cycle the samples were 
processed and analyzed. The results were compared with that of fresh samples (zero cycle). The short-term sta-
bility was determined by six aliquots each of the low and high unprocessed QC samples were kept on the bench 
top at room temperature (25˚C ± 5˚C) for 6 h under normal lighting. After 6 h the samples were processed and 
analyzed. The results were compared with that of fresh samples (zero cycle). The long-term stability was deter-
mined by six aliquots each of the low and high QC samples were frozen at −20˚C ± 5˚C for 29 days. The sam-
ples were processed and analyzed. The results were compared with that of fresh samples (zero cycle). The 
processed sample stability (autosampler) was determined by six aliquots, each of the low and high QC samples 
were processed and placed into the thermostatted autosampler at a temperature of 5˚C ± 2˚C. The samples were 
analyzed after 39 h. The results were compared with that of fresh samples (zero cycle). The processed sample 
stability (dry extract) was determined by two sets, six aliquots of each low and high QC samples were processed 
but without reconstitution (kept as dry extract after evaporating the organic solvent). One set was placed into the 
freezer at −20˚C ± 5˚C for 4 days; the other set was kept on the bench top at room temperature (25˚C ± 5˚C) for 
1 h under normal lighting. The samples were reconstituted and analyzed. The results were compared with that of 
fresh samples (zero cycle). 

2.5.7. Matrix Dilution Integrity 
Samples of concentration higher than the upper limit of quantification (ULOQ) can be quantified by diluting the 
samples with a complementary volume of the same biological matrix. Thus, the resultant diluted sample can be 
processed and the obtained area ratio can be easily fitted to the regression equation of the calibration curve. The 
dilution factors of 3 and 5 were tested, and the measured concentrations were within ±15% of their nominal 
values. 

2.6. Bioequivalence Study 
To show the applicability of the developed method, plasma samples were analyzed from normal male subjects 
(volunteers) enrolled on a bioequivalence study of repaglinide under the following conditions: a single-dose, 
randomized, two-period, two-treatment, crossover-study conducted at clinical unit of the International Pharma-
ceutical Research Center (IPRC), Amman, Jordan, after approval of Institutional Review Board (IRB). The vo-
lunteers were screened by performing physical examination and clinical tests. The scope of the study was ex-
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plained to all subjects and an informed consent form was obtained before the start of study. The subjects were 
divided into two groups, one group received a 2 mg repaglinide tablet as the test product (Repaglinide, Hikma 
Pharmaceuticals, Jordan), and the other group received a 2 mg repaglinide tablet as the reference product (Pran-
din®, Novo Nordisk Pharmaceuticals, USA). After administration, serial plasma samples were collected, over 12 
h, in Heparin sodium tubes, and centrifuged at 3500 rpm for 10 min to separate the plasma. After liquid-liquid 
extraction, samples were reconstituted and then analyzed by the method described in this report. 

3. Results and Discussion 
3.1. Optimization of Chromatographic and Mass Spectrometric Conditions 
To obtain the best chromatographic and mass spectrometric conditions for repaglinide and the internal standard 
taking into consideration the chemical structures of both (as shown in Figure 1), different columns and mobile 
phases consisting of acetonitrile-water, methanol-water and acetonitrile-methanol-water were tested to provide 
sufficient selectivity and sensitivity in a short separation time. Modifiers such as formic acid, acetic acid, and 
ammonium acetate were tested. The best signal to noise was achieved when water/methanol/acetonitrile (62.5: 
20:17.5, v/v/v) and 0.2% formic acid was used as mobile phase employing a C18 analytical column and 
0.4mL/min flow rate. The low flow rate and the short run time (approximately 7 min) resulted, comparatively, in 
lower consumption of the mobile phase solvents, faster analysis with a better cost effective relation. The proto-
nated molecular ions (parent; precursor ions) [M + H]+ of repaglinide and IS, observed on the full scan mass 
spectra, were m/z 453.3 and 389.0, respectively, as shown in Figure 2. Moreover, the collision energy in Q2 
produced significant fragments. The MS/MS transition 453.3 > 162.2 and 389.0 > 201.1 were selected since the 
fragment ion scan (daughter; product ions) with m/z 162.2 and 201.1 presented higher abundance and stability 
for the repaglinide and IS, respectively, as shown in Figure 3. The coupling of LC with MS/MS detection in the 
MRM mode showed high specificity, because only the ions derived from the analytes of interest were monitored. 
A small sample size (200 μL) and a small injection volume (5 μL) was used in this method, this has many bene-
fits, e.g. a smaller amount of blood were withdrawn from the human subjects, and a larger number of samples were 
analyzed in one batch without the need of frequent cleaning or preventive maintenance of the LC/MS/MS system. 

3.2. Selectivity and Sensitivity 
Selectivity was evaluated by calculating signal of lower limit of quantification (LLOQ) to noise (blank) ratio for 
all the samples. Mean ratio was 25.2 and back calculated concentration obtained from calibration curves was 
0.52 ± 0.04 with accuracy within 97% ± 2% and precision (CV%) less than 8. Comparison of the chromato-
grams of the blank (as shown in Figure 4) and spiked human plasma of 0.5 ng/mL repaglinide (as shown in 
Figure 5) indicated that no interferences were detected from endogenous substances. A typical chromatogram 
obtained by the RP-LC-ESIMS/MS method, with the resolution of the symmetrical peak corresponding to re-
paglinide and IS, is shown in Figure 5. The low retention times of 5.66 and 2.90 min for repaglinide and IS, re-
spectively, allow a rapid determination of the drug, which is an important advantage for the routine analysis. 

3.3. Linearity 
The linearity was determined by six determinations of ten concentrations in the range of 0.5 - 100 ng/mL. The 
linear regression of the ratio of repaglinide/IS peak area was weighted by 1/x, where x represent the concentra-
tions. The mean values of the correlation coefficient, the slope, and the intercept were r = 0.9988, b = 0.1687 
and a = 0.0556, respectively, indicating significant linearity of the calibration curve of the method. 

3.4. Accuracy and Precision 
The intra-day accuracy of the method was between 89.31% and 101.77% with a precision of 3.25% - 4.36%. 
The inter-day accuracy was between 95.93% and 100.18% with a precision of 1.70% - 10.48%. The data show 
that the method possesses adequate repeatability and reproducibility. Data representing intra- and inter-day (ac-
curacy and precision) are shown in Tables 1 and 2, respectively. 

3.5. Sample Extraction and Recovery 
The results of liquid-liquid extraction method developed using tert-butyl methyl ether as extraction solvent with  
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Figure 1. Structures of repaglinide and cetirizine (IS) 
showing major fragmentation positions.              

 

 
Figure 2. Full scan mass spectrum (MS1, parent ion) for repaglinide and cetirizine (IS).                               
 

 
Figure 3. Product ion scan mass spectrum (MS2, daughter ions) for repaglinide and cetirizine (IS).                       
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Figure 4. Representative LC-MS/MS chromatogram of blank human plasma sample.                                  
 

 
Figure 5. Representative LC-MS/MS chromatogram of lower limit of quantification (LLOQ) containing repaglinide (0.5 
ng/mL) and cetirizine IS (50 ng/mL).                                                                        
 
Table 1. Intra-day accuracy and precision for the determination of repaglinide in human plasma.                         

Nominal concentration (ng/mL) Mean concentration found (ng/mL)a RSD (%) Accuracy (%) 

1.5 1.401 4.36 93.39 

50 44.656 3.25 89.31 

85 86.503 4.09 101.77 
aMean of six replicates. 
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Table 2. Inter-day accuracy and precision for the determination of repaglinide in human plasma.                         

Nominal Concentration (ng/mL) Day Mean concentration found (ng/mL)a Meanb RSD (%) Accuracy (%) 

1.5 
1 1.472 

1.496 8.47 99.7 2 1.383 
3 1.633 

50 
1 45.290 

47.964 10.48 95.9 2 44.838 
3 53.763 

85 
1 86.787 

85.157 1.70 100.2 2 84.040 
3 84.643 

aMean of six replicates; bMean of three days. 
 
50 μL of ammonium acetate buffer (pH: 4.5), allowed high mean recoveries of repaglinide (96.02%) and IS 
(80.98%) at the specified concentration levels, confirming the suitability of the method for the plasma samples. 
For the extraction, different organic solvents and mixtures were also evaluated, including ethyl acetate, diethyl 
ether, and dichloromethane. The liquid-liquid extraction described in the literature [9] showed recoveries of re-
paglinide in human plasma of 78.0%, lower than that reported in this present work by 18%. Data representing 
the absolute analytical recovery are shown in Table 3. 

3.6. Stability 
As shown in Table 4, the plasma samples were stable for at least 29 days at –20˚C (long term) and also after 
five freeze-thaw cycles, demonstrating that human plasma samples could be thawed and refrozen without com-
promising the integrity of the drug. Repaglinide was stable in plasma for up to 6 h at room temperature 
(short-term). The results demonstrated that extracted plasma samples could be kept as dry extract for 4 days in 
the freezer at –20˚C or for 1 h on the bench top at room temperature before analysis. The results proved that 
processed samples (extracted and reconstituted) could be analysed after keeping in the autosampler for at least 
39 h with an acceptable precision and accuracy. 

3.7. Application of the Method to Bioequivalence 
The validated method was successfully applied to a bioequivalence study in thirteen human subject samples for 
reference and test formulations of repaglinide (2 mg) under condition of testing. A representative mean plasma 
concentration-time profile for repaglinide after oral administration is shown in Figure 6. The plasma concentra-
tion-time profiles of repaglinide were used to calculate various pharmacokinetic parameters by compartment in-
dependent model. AUC0-12 (area under curve from time 0 - 12 h) and AUC0-∞ (area under curve from time 0 to ∞) 
were calculated by linear trapezoidal method. The peak plasma concentration (Cmax) and time to reach peak 
(Tmax) were directly read from the individual plasma concentration-time plots. T1/2 (the time required for the 
quantity of the drug to decay to half of its initial value). Pharmacokinetic parameters were calculated by Kineti-
ca® (Thermo Electron Corporation, USA) Software program. Summary of the mean values of AUC0-12, AUC0-∞, 
Cmax, Tmax and T1/2 are presented in Table 5. 

4. Conclusion 
A highly sensitive, simple and fast RP-LC-ESI-MS/MS method for the determination of repaglinide in human 
plasma was developed and fully validated according to the current FDA guidance. This method involves a single 
step liquid-liquid extraction, using cetirizine, a commercially available substance, as internal standard. The short 
run time of 7-min and the relatively low flow rate (0.4 mL/min) allows the analysis of a large number of samples 
with less mobile phase consumption. Validation results show that the optimized RP-LC-ESI-MS/MS method 
possesses specificity, accuracy, precision, sensitivity, linearity, recovery, and stability over the entire range of 
significant therapeutic plasma concentrations. The proposed method was used for the analysis of a large number 
of authentic plasma samples withdrawn from normal volunteers participating in a bioequivalence study per- 
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Table 3. Recovery of repaglinide and cetirizine (IS) after the extraction procedure..                                   

Repaglinide concentration (ng/mL) 
Recovery (%) (mean ± RSD%) 

Repaglinidea Cetirizinea 
1.5 92.05 ± 8.77 81.44 ± 4.20 
50 100.09 ± 6.90 81.70 ± 4.61 
85 95.93 ± 1.04 79.80 ± 6.83 

aMean of six replicates. 
 
Table 4. Summary of stability of repaglinide in human plasma.                                                    

Stability Concentration (ng/ml)a Fresh 
(zero cycle) 

Concentration (ng/ml)a Found 
after storage RSD (%) Biasb 

Long term: 29 days at −20˚C 
1.537 1.553 1.45 1.08 
78.713 81.792 2.06 3.91 

Short term: 6 h 
1.406 1.415 4.75 0.64 
85.757 86.108 2.80 0.41 

Processed sample (Autosampler): 39 h 
1.537 1.525 2.74 −0.76 
78.713 78.935 3.09 0.28 

Processed sample (Dry extract) at RT: 1 h 
1.406 1.432 7.17 1.83 
87.423 85.492 2.98 −2.21 

Processed sample (Dry extract) at −20˚C: 4 days 
1.633 1.637 3.56 0.20 
82.977 85.100 3.03 2.56 

Stock solution, Repaglinide, at RT for 6 h 100 93.850 0.66 −6.15 
Stock solution, Repaglinide, at −20˚C for 29 days 100 96.567 0.97 −3.43 

Stock solution, IS, at RT for 6 h 100 94.558 1.12 −5.44 
Stock solution, IS, at −20˚C for 26 days 100 92.589 0.95 −7.41 

aMean of six replicates; bBias = (mean conc. − nominal conc./nominal conc.) × 100.  
 
Table 5. Summary of pharmacokinetic parameters (mean) of repaglinide determined from plasma concentration-time pro- 
files for test and reference products.                                                                         

Parameter Test product (Repaglinide) Reference product (Prandin®) 
AUC0-12 (ng/mL) 127.15 117.36 
AUC0-∞ (ng/mL) 139.62 129.05 

Cmax (ng/mL) 43.79 43.13 
Tmax (h) 1.257 1.955 
T1/2 (h) 3.963 3.362 

 

 
Figure 6. Representative plot showing mean plasma concentration- 
time profile of 13 healthy human volunteers after the administration 
of an oral single dose of 2 mg tablet of repaglinide.                 
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formed at our research center. 
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