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ABSTRACT 

An inexpensive and rapid test for determining 
titers of Human Immunodeficiency Virus (HIV) in 
plasmas was developed. Washed sheep red 
blood cells were applied onto HIV positive plas- 
mas, in V-bottomed microtiter plates, to comple- 
ment the HIV antigens and antibodies present in 
plasmas. The setup was incubated for 30 min- 
utes at 37˚C. Reciprocal of the highest dilution of 
each plasma which gave passive agglutination 
of the RBCs was read as its HIV titer. Mean HIV 
load of five samples, was ≥ 4096.00 ± 0.00 after 
one day of storage at 4˚C but it reduced to 
256.00 ± 70.10, 28.80 ± 3.20, 7.20 ± 0.80 and 1.60 
± 0.98 on days 2, 3, 4 and 7, respectively. HIV 
antibodies were still detectable, by ELISA, in 
plasma dilutions that were tested negative with 
the new test. It was concluded that when HIV 
antibodies have been confirmed, or added to 
plasmas, passive hemagglutination test can be 
applied to assess their viral loads. 
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1. INTRODUCTION 

The HIV/AIDS pandemic is a very big health chal- 
lenge in many countries, especially in Africa. At the end 
of 2006, an estimated 39.5 million people in the world 
were living with HIV, with Sub-Saharan Africa having 
the highest burden of the pandemic. The infection rate is 
increasing every year. An estimated 4.3 million new cases 
were reported in 2006. More than 95% of these new in- 
fections were from poor countries of Asia, South Amer- 

ica and Africa [1]. There are therefore needs to develop 
simpler and more rapid methods of diagnosis for the in- 
fection and to research for simpler methods of assessing 
progression of the infection, so that researchers in the de- 
veloping countries which are more at risk can join the 
effort to look for a cure. 

The Human Immunodeficiency Virus (HIV) which caus- 
es Acquired Immune Deficiency Syndrome (AIDS) is a 
Lentivirus which belongs to the family, Retroviridae. It is 
a single stranded RNA virus that has envelope [2]. Pa- 
thogenesis of HIV infection comprises of an acute (pri- 
mary) phase that lasts for months, followed by a clini- 
cally latent phase that lasts for few years before the col- 
lapse of immune responses, leading to AIDS [1]. 

It takes three to six weeks from date of infection for 
anti-HIV antibodies to appear in blood of an infected 
individual. So, tests that detect HIV antibodies or tests 
that are dependent on the antibodies would give negative 
results during this period. However, during this primary 
period there is surge of viraemia and plasma load of the 
virus reaching peak within 2 - 3 weeks of infection. There 
is also corresponding loss of lymphocytes during the pe- 
riod, causing a drop in circulating CD4-T lymphocytes. 
The host then generates immune response that leads to 
decline in viraemia. This acute HIV disease is usually 
self limiting, but about 4 - 6 months post-infection, stea- 
dy state of viraemia is achieved. 

The plasma virus load remains stable for several years 
posting plasma virus load set point. The infected person 
remains fairly asymptomatic during this period. Although 
plasma virus load levels do not rise during this period, 
there is still multiplication of virus, leading to destruction 
of the CD4-T lymphocytes [3]. 

As plasma viral load fluctuates, so does CD4 T-lym- 
phocyte count. So, plasma viral load and CD4 T-lympho- 
cyte count are the two parameters often used to assess 
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progression of HIV infection and to evaluate outcome of 
antiretroviral therapies (ART). However, CD4 T-lympho- 
cytes counts are also influenced by other factors such as 
opportunistic infections, and nutritional factors. For this 
reason, assessment of HIV plasma virus load is the most 
sensitive and most reliable parameter of monitoring pro- 
gression of HIV infections and for assessing effective- 
ness of ARTs [1], but because tests available for quantita- 
tive detection of HIV are expensive, most laboratories 
and hospitals in developing countries use CD4 T-lym- 
phocyte counts to estimate HIV viraemia. 

Passive hemagglutination (PHA) test, a very simple 
and inexpensive test has been used to detect antibodies to 
HIV [4]. Comparision of use of the PHA test and use of 
ELISA and Western blot (Immunoblot) analysis to detect 
antibodies of HIV gave 100% correlation [4]. 

PHA test is based on reaction of antibodies and their 
homologous antigens which results in failure of red 
blood cells to sediment. So it can be used to detect both 
the antibodies and the antigens. By using serial dilutions 
of viral antigens to sensitize red blood cells, before reac- 
ting them onto known homologous antibodies, we have 
been able to develop a Modified Passive Hemagglutina- 
tion Test and successfully used it for quantitative detec- 
tion of Infectious Bursa Disease Virus [5]. It was there- 
fore thought achievable to develop a direct passive he- 
magglutination (DPHA) test for rapid assessment of HIV 
titers in plasmas, since the antigens and their homolo- 
gous antibodies coexist at high concentrations in the spe- 
cimen. 

2. MATERIALS AND METHODS 

Plasma samples from five patients were confirmed po- 
sitive for HIV infection with solid phase ELISA techni- 
que, by placing drops of the plasma samples on HIV test 
papers (Alere, Determine) to observe for color change. 
Positive samples were stored at 4˚C to encourage changes 
in HIV titers of the samples. 

The Direct Passive Hemagglutination test was conduc- 
ted on each of the samples by adding 0.2 % sheep red 
blood cells to dilutions of the plasma samples [4]. To 
each well in rows of a V bottomed microtiter plate, 0.005 
ml of phosphate buffered saline (PBS) was deposited. 
Equal volume (0.005 ml) of the plasma was added to the 
first well in a row and was serially double diluted across. 
Finally, 0.005 ml of the 0.2 % sheep RBC, prepared as 
described by Wosu [6], was added to each dilution of the 
plasma. A row of wells that had only PBS and the sheep 
RBC was included in the protocol as RBC control. The 
setup was incubated at 37˚C for 30 minutes when RBCs 
in the control wells settled to discrete buttons. Highest 
dilution of a plasma that gave complete passive aggluti- 
nation of the RBCs was read as titer of HIV in it, on the 
condition that the next higher dilution of the plasma 

tested positive to HIV antibodies by the solid phase 
ELISA test. 

The DPHA test was done on the samples after storage 
at 4˚C for one day, two days, three days, four days and 
seven days. Mean viral titers of the five samples, for 
each of the five days the test lasted, were tested for sta- 
tistical differences by Analysis of variance (ANOVA), to 
know if the test would detect changes in titer expected of 
enveloped viruses stored at that temperature  

3. RESULTS 

All 5 plasma samples tested after one day at 4˚C, gave 
DPHA positive up to the last (12th) well of the plate 
(≥4096.00). From second day to the seventh day at 4˚C, 
HIV titers of the samples reduced significantly (P < 0.05) 
to 256.00 ± 70.10, 28.80 ± 3.20, 7.20 ± 0.80 and 1.60 ± 
0.98 respectively. Next higher dilutions of the plasma 
samples tested positive for HIV antibodies upto 7 days at 
4˚C. HIV titers (DPHA) of the plasma samples stored at 
4˚C were as on Table 1. 

4. DISCUSSION 

The principle of Passive hemagglutination test is that 
viruses adsorb to red blood cells of given animal species 
as the first stage of infecting the cells. Before the viruses 
have time to penetrate into the cells` cytoplasm, if con- 
tact with homologous antibodies is made, they also at- 
tach to the antibodies. The resultant antibody-antigen 
complex prevents the RBCs from settling to discrete but- 
tons in wells of microtiter plates, giving the impression 
of viral hemagglutination. 

PHA is usually performed by sensitizing RBCs of gi- 
ven animal species with a known virus, so that when the 
sensitized RBCs are reacted to dilutions of serum sam- 
ples, if antibodies to the virus are present in the sera, 
passive agglutination of the RBCs would occur. So, it is 
able to detect presence of viral antibodies. 

To apply PHA for quantitative detection of viruses, we  
 
Table 1. Direct passive hemagglutination titers of Human Im- 
munodeficiency Virus in plasma of infected patients. 

Plasma Days of storage at 4˚C 

 1 2 3 4 7 

1 ≥4098 256 32 8 0 

2 ≥4098 512 32 8 4 

3 ≥4098 256 32 8 4 

4 ≥4098 128 32 4 0 

5 ≥4098 128 16 8 0 

Mean ± SE
≥4098

 ± 00.00
256 ± 70.10 28.80 ± 3.20 7.20 ± 0.801.60 ± 0.98
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sensitized the RBCs with dilutions of specimens sus- 
pected to contain the viruses of interest and the sensitized 
RBCs onto sera containing known antibodies to the sus- 
pected viruses [5]. This modification of the passive he- 
magglutination test can be used to detect viruses, from 
specimens that contain only the virus while the known 
antibodies are in sera. In the case of HIV infection, both 
the virus and its antibodies are found together in plasma 
and in other secretions and excretions of infected patients 
[7]. This requires another modification of the procedures 
for PHA test. 

To modify PHA to get the DPHA test for quantitative 
detection of HIV in plasma, we took advantage of the 
fact that plasmas of infected patients already contain 
high concentrations of both antibodies to HIV and the vi- 
rus itself [8]. So, all that was needed was to provide sus- 
ceptible RBCs and environmental conditions needed for 
viral adsorption to take place. At 37˚C for 30 minutes, 
both adsorption of HIV onto sheep RBCs and the anti- 
gen-antibody reaction needed to produce passive agglu- 
tination of the RBCs took place. 

In the passive hemagglutination test used to detect an- 
tibodies and in the Modified Passive Hemagglutination 
test developed for virus titers [5], either the antigen or 
the positive serum (antibodies) is known. So, a positive 
reaction identifies the unknown as homologous comple- 
ment of either the known antigen or the known antibody. 
In the case of the Direct Passive Hemagglutination test 
being described, detection of HIV antibodies in the plas- 
mas before the test, confirmed that the passive agglutina- 
tion of sheep RBCs resulted from reaction of HIV anti- 
bodies present in the plama with their homologous anti- 
gens (HIV). Also, since presence of both the HIV anti- 
bodies and the virus is necessary for the passive aggluti- 
nation to take place, the end point for DPHA could be as 
a result of exhaustion of any of the antibody or the anti- 
gen. So, it was necessary to test the next higher dilution 
to titer of each plasma, for HIV antibodies, to ensure that 
the antibodies remained and that what got exhausted was 
the virus. Detection of HIV antibodies in dilutions of the 
plasmas that could not produce positive passive aggluti- 
nation of the sheep RBCs means that titers got for the 
DPHA test were titers of the virus in the plasma samples. 

None of the plasma samples tested (before and after 
the DPHA test) in this study was negative for HIV anti- 
bodies but it is known that in early cases of HIV infec- 
tion (the window period), plasmas of infected persons 
can test negative for antibodies [1]. It is also possible for 
antibodies in a positive plasma to be diluted out, before 
the antigens get exhausted. When plasmas test negative 
for HIV antibodies, DPHA test should be run with serum 
produced with purified HIV subunit antigens for anti- 
bodies that are specifically against the glycoprotein (an- 
tibodies without the virus). Serial dilutions of the speci- 

mens (plasmas) would then be made in the serum which 
contains antibodies specific against HIV glycoprotein [4]. 
This will ensure that dilutions of the plasmas contain 
high concentrations of HIV antibodies that would remain 
fairly constant while concentration of the virus would 
reduce with each dilution, until it gets exhausted.  

Titers of over 4096.00 got in all the plasmas after sto- 
rage at 4˚C for 24 hours’ confirming the report that both 
virus and antibodies to HIV occur at very high concen- 
trations in plasmas of infected individuals [1]. Reduction 
in titer of the same samples, after two days at 4˚C con- 
firms that high temperatures are unfavorable to survival 
of HIV. It also shows that DPHA test is sensitive to 
changes in plasma HIV loads. 

World Health Organization [1] reported that HIV titer 
in plasma is the most sensitive indicator of progression 
of the disease and the best parameter for assessment of 
efficacy of antiretroviral treatments. However, in most 
parts of Africa, CD4 T-lymphocyte counts are used for 
assessing progression of HIV infection. This is because 
methods currently available for assessing HIV viral loads 
are expensive or not available in most hospitals. 

Apart from being less sensitive than determination of 
viral loads, lymphocyte count is a difficult and slow pro- 
cess. Its accuracy depends on expertise of the person 
counting [1]. On the other hand, the Direct Passive He- 
magglutination test is a very rapid test. It takes only 
about 45 minutes to get results. It is inexpensive and the 
result can be accurately read by any laboratory technician. 
Also, many samples can be tested at the same time. Its 
adoption will assist in monitoring patients who are on 
antiretroviral treatments, especially in developing coun- 
tries where other methods of evaluating plasma loads of 
the virus are beyond income of average patients [2]. 
Such cheap and rapid method of assessing plasma HIV 
loads will also enhance testing of new ARTs, both in vi- 
tro and in vivo. 
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