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Abstract 

The feasibility of a volumetric modulated arc therapy (VMAT) based coronal 
arc (cARC) technique for treating a single brain metastasis or lesion proximal 
to the brainstem or optic chiasm was evaluated. Coplanar (CP) and non-coplanar 
(NCP) treatment plans to an anthropomorphic head/neck phantom scanned 
head-first supine were compared to a cARC plan with the phantom rotated 
vertically. A set of planning target volumes (PTVs) were contoured centrally 
between the brainstem and optic chiasm (“Ant PTVs”) and posterior to 
brainstem (“Post PTVs”). Dosimetric indices such as conformity index (C.I.), 
gradient measure (G.M.), and dose volume histograms (DVHs) were com-
pared for CP, NCP and cARC techniques. The TG101 guidelines for or-
gans-at-risk (OARs), and 95% of PTV receiving at least 100% of the prescrip-
tion dose (D95 = 100%) were used as plan objectives. Reductions in D50 and 
D30 to the brainstem of 85.1% ± 3.9% and 87.6% ± 3.2%, respectively were 
seen for “Post PTVs”, and 51.1% ± 17.8% and 85.6% ± 6.0% respectively for 
“Ant PTVs” using cARC versus CP (p ≤ 0.01). For chiasm, reductions of D50 
and D30 were 61.7% ± 3.2% and 44.2% ± 8.9% for “Ant PTVs”, by 69.3% ± 
8.0% and 74.3% ± 8.2% for “Post PTVs” (p ≤ 0.01). Comparing cARC to NCP 
led to similar dosimetric improvements. The conformity index (C.I.) was 
measured to be 1.101 ± 0.038, 1.088 ± 0.054, and 1.060 ± 0.040 for cARC, CP 
and NCP respectively (p ≤ 0.01). The overall GM in cm was 0.581 ± 0.097, 
0.708 ± 0.064, and 0.476 ± 0.050 for cARC, CP and NCP respectively (p ≤ 
0.01). The mean distance gradient fall-off (in cm) was 0.249 ± 0.038 (cARC), 
0.749 ± 0.107 (CP), and 0.621 ± 0.068 (NCP) at the center slice in ante-
rior-posterior direction of the target volume (p ≤ 0.01). The objective of this 
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study is to compare the dosimetric indices of cARC with CP and NCP tech-
niques. In conclusion, cARC can provide improved dosimetry as compared to 
CP and NCP for lesion proximal to the brainstem or optic chiasm. 
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VMAT, Coronal Arc, π-Geometry, Coplanar, Non-Coplanar,  
Stereotactic Radiosurgery, Coronal Arc 

 

1. Introduction 
The evolution of treatment planning, specific to patient treatment design and 
delivery has had a profound clinical impact, facilitating improved treatment 
outcomes while sparing the organs-at-risk (OARs) [1] [2] [3] [4] [5]. This de-
velopment, with respect to brain pathologies, has enabled treatment of targets 
adjacent or near critical structures including the eyes, lenses, optic nerves, optic 
chiasm, brainstem and cochlea. These OARs pose significant challenges to the 
medical physicists/dosimetrists, responsible for safe and accurate treatment de-
livery. Intensity modulated radiation therapy (IMRT) [6] represents a major im-
provement over traditional forward planning techniques by utilizing compute-
rized inverse planning and modulating the intensity of the radiation beam based 
on specific planning criteria including OARs dose constraints or PTV coverage 
goals. These advantages have become increasingly pronounced with the intro-
duction of coplanar (CP) and non-coplanar (NCP) volumetric modulated arc 
therapy (VMAT) [7]. In these applications dose modulation is performed by op-
timizing gantry rotation, dynamic jaw/multileaf collimator (MLC) motion, and 
dose rate to achieve efficient dose delivery and superior OAR sparing. 

Coronal arc (cARC) treatment planning consists of VMAT delivery in a co-
ronal plane of the brain CT and differs from the axial plane delivery specifically 
with regard to beam orientation and delivery. In this study we evaluated the po-
tential of VMAT based cARC technique. Since currently available treatment 
planning systems do not allow for patient rotation during beam delivery, the 
cARC technique was simulated using a vertically scanned anthropomorphic 
head and neck phantom. Each simulated cARC plan consisted of two mul-
ti-segmented partial (270˚ to 0˚ and 0˚ to 90˚ gantry angles) VMAT arcs, with 
dose modulation delivered along the coronal plane of phantom. Here we com-
pare dosimetry results for the cARC to conventional coplanar and non-coplanar 
treatment of lesions of the brainstem or optic chiasm. Ongoing advancements in 
VMAT planning have the potential to provide crucial dose sparing of intracrani-
al OARs, especially during hypo fractionated stereotactic radio-surgery (SRS) 
regimens. 

2. Materials and Methods 
2.1. Treatment Planning Study 

The head and neck Alderson Rando anthropomorphic phantom (Model# ART 
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210: RSD Alderson Phantoms, Long Beach, California) was scanned axially using 
our in-house CT-SIM (Siemens Medical Solutions USA, Inc.) both horizontally 
and vertically (120 KVp, 200 mAs, 515 × 515 matrix size, 50 cm field of view, 
and 2 mm slice thickness) and exported to the Eclipse Treatment Planning sys-
tem (Version #15.6, Varian Medical Systems, Palo Alto, CA) for treatment plan-
ning. PTVs were selected to simulate conditions where the cARC technique 
might be particularly advantageous as indicated in Figure 1. The PTVs were 
contoured posterior to the brainstem (Post PTVs) and centrally between the 
brainstem and optic chiasm (Ant PTVs). The set of “Ant PTVs” and “Post 
PTVs” were drawn to evaluate the effectiveness of cARC delivery. Varying dis-
tances from OARs (i.e. brainstem and/or optic chiasm) were used for each set of 
PTVs to assess the potential benefits of the cARC technique. The naming con-
vention and descriptions for all PTVs are provided in Table 1. 

Treatment planning consisted of a stereotactic radiosurgery (SRS) approach 
delivering 21 Gy in a single fraction using 6 MV flattening free filter (FFF) pho-
ton beams. Treatment planning was performed using a high-definition multileaf 
collimator (HD-MLC) system consisting of 120 total leave (32 central 2.5 mm 
width pairs + 28 peripheral 5 mm width pairs) and 1.5 mm dose grid resolution 
for all treatment plans. In the current study we consider two conventional 
treatment design approaches—standard coplanar (CP) arcs and non-coplanar 
(NCP) arcs were compared to the novel cARC approach as shown in Figure 2. 

2.2. Coplanar Arcs (CP) 

The coplanar VMAT technique consists of multiple arcs planned in a single axial 
plane to facilitate the delivery of higher doses in regions of beam intersection. 
The Varian RapidArc® [8] approach consists of variable dose rate, variable gan-
try speed and dynamic MLCs. For the purpose of the study two coplanar arcs 
rotating clockwise from 181˚ - 179˚ and counter-clockwise from 179˚ to 181˚ 
were utilized with a stationary couch angle of 0˚. 

2.3. Non-Coplanar Arcs (NCP) 

The non-coplanar arc technique utilizes multiple beam geometries strategically 
planned using non-standard couch angles. This technique is advantageous in the 
context of radiosurgery, where the goal of treatment is to deliver an ablative tu-
morcidal dose to the lesion while sparing the adjacent critical structures. It offers 
significant advantage over coplanar arcs when considering the dose delivered to 
the target by looking at the conformity of high isodose lines such as 80% - 95%. 
Therefore, non-coplanar arc therapy has the ability to shift the distribution away 
from the critical structures because the dose distribution follows the beam en-
trance. Use of non-standard couch angles can impose concerns of collision but 
with careful selection of couch and gantry angle collisions can be avoided. For 
this study three arcs were utilized clockwise: gantry angle 0˚ - 179˚ at couch an-
gle 45˚; anticlockwise: gantry angle 0˚ - 181˚ at couch angle 315˚ along with one 
coplanar arc mentioned earlier in the “coplanar arcs” section. 
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Figure 1. Simulated planning target volumes with incremental margins near organs at 
risk. “Post PTVs” (Left Panel) is located posterior to the brainstem. “Ant PTVs” (Right 
Panel) is located in between the optic chiasm and the brainstem. 

 

 
Figure 2. Beam orientation for coplanar (CP), non-coplanar (NCP) and coronal arc 
(cARC) techniques. 

 
Table 1. SRS Planning Treatment Volumes (PTVs) with associated description of mar-
gins. 

SRS Planning Treatment Volumes (PTVs) Description of margins 

Ant PTV1 PTV itself 

Ant PTV2 1 mm margin from “antPTV1” 

Ant PTV3 2 mm margin from “antPTV1” 

Post PTV1 PTV itself 

Post PTV2 1 mm margin from “postPTV1” 

Post PTV3 2 mm posterior from “brainstem” 

Post PTV4 4 mm posterior from “brainstem” 

Post PTV5 6 mm posterior from “brainstem” 

2.4. Coronal Arc (cARC) Delivery Technique 

The cARC technique utilizes two partial arcs delivered in a coronal plane. The 
main difference of cARC from standard VMAT delivery is delivering dose in a 
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coronal plane by rotating the couch while the gantry is fixed at 90˚ or 270˚. Since 
our treatment planning system doesn’t allow couch rotation during the beam 
delivery, we simulated the cARC technique in this study by scanning the head 
and neck anthropomorphic phantom in a vertical position. The cARC beams 
were simulated with two VMAT beam at gantry angles of 0˚ - 90˚ and 270˚ - 0˚ 
respectively, with couch angle 0˚. These partial arcs represent a π-geometry. The 
treatment planning design for this approach is demonstrated in Figure 2. 

2.5. SRS Planning Criteria 

Dosimetric indices for CP and NCP techniques were compared with the cARC 
technique. During the optimization process, the dose constraints to PTVs and 
OARs were kept constant for all plans. In addition, all plans were normalized to 
the same prescription dose coverage i.e. D95 = 100% (95% of PTV receives at 
least 100% of the prescription dose). Two different SRS planning approaches 
were used to compare CP, NCP, cARC techniques. The first approach evaluated 
dose to the brainstem and optic chiasm without compromising on PTV coverage 
(i.e. D95 = 100%). This simulates tumor invasion into nearby critical organs 
where adequate coverage to PTV is prioritized. The second approach followed 
the guidelines proposed by Timmerman et al. [9], which have now incorporated 
into AAPM task group (TG) 101 [10] for normal structures. In this case rigid 
dose constraints were made to the nearby critical structures. This simulates cases 
where the tumor has no invasion into nearby critical structures and sparing of 
OARs is highly prioritized. 

2.6. Dosimetric Indices and Their Definitions 

The Eclipse planning system (Varian medical systems, Palo Alto, CA) calculated 
the following indices after computation of final dose calculation. 

Conformity Index (C.I.) evaluates the dose conformity inside the PTV and is 
calculated as follows: CI = V95%/VPTV, where V95% is the volume enclosed by pre-
scription isodose surface (95%) and VPTV is the target volume. C.I. close to 1 is 
considered as an adequate plan for comparison. 

Gradient Measure (G.M.) is the difference between the prescription and half 
of the prescription isodose spheres. G.M. accounts the spread of 50% isodose 
away from PTV and is calculated as follows: G.M. = R50 − Rp, where Rp and R50 
are the equivalent sphere radius of the prescription and half prescription isodos-
es. A plan that has lowest value of G.M. is considered an adequate plan for com-
parison. 

Mean gradient fall-off calculates the dose fall off in a central (single) slice of 
PTV in a 2-dimentional area. This measures the difference between the average 
dose to the 100% and 50% two-dimensional isodose surfaces (IS100% and IS50%) in 
anterior and posterior directions with respect to PTV. 

Mean gradient fall-off = Average[(ISant50% − ISant100%) − (ISpost50% − ISpost100%)]. 
A plan that has lowest value of mean gradient fall-off is considered an ade-

quate plan for comparison. 
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3. Results 

Dosimetric indices of standard rapid arc techniques using coplanar (CP) and 
non-coplanar (NCP) beam arrangements were compared to the proposed cARC 
technique. Axial (top row) and sagittal (bottom row) isodose distributions are 
presented for “antPTVs” in Figure 3 and for “postPTVs” in Figure 4 respec-
tively. Sharp dose fall-off in the anterior-posterior direction with respect to the 
PTV is seen for both “Ant PTVs” and “Post PTVs” using cARC technique (Figure 
3 and Figure 4). 

Dose volume histograms (DVHs) comparing all three approaches are shown 
in Figure 5. Comparing cARC with CP, the D50 and D30 of brainstem was re-
duced by 85.1% ± 3.9% and 87.6% ± 3.2% for “Post PTVs”, by 51.1% ± 17.8% 
and by 85.6% ± 6.0% for “Ant PTVs” (p ≤ 0.01). For chiasm, the reductions were 
61.7% ± 3.2% and 44.2% ± 8.9% for “Ant PTVs”, and 69.3% ± 8.0% and 74.3% ± 
8.2% for “Post PTVs” (p ≤ 0.01). When comparing cARC with the NCP tech-
nique, D50 and D30 of brainstem were reduced by 80.9% ± 3.3% and 84.6% ± 
4.8% for “Post PTVs”, by 74.4% ± 4.8% and 79.6% ± 6.6% for “Ant PTVs” (p ≤ 
0.01). In addition, for chiasm reductions were 49.9% ± 2.6% and 34.8% ± 8.2% 
for “Ant PTVs” and by 84.8% ± 2.9% and 86.7% ± 2.5% for “Post PTVs” (p ≤ 
0.01). Profiles of the dose fall-offs for all 3 techniques which were drawn at the 
center of “Ant PTVs” and anterior to “Post PTVs” are shown in Figure 6. 

Comparison of brainstem and chiasm dose for CP, NCP and cARC techniques 
that followed the PTV:D95 = 100% criteria are shown in Table 2. As defined by 
TG101 [10], the maximum point dose where a “point” is defined as 0.035 cc or 
less, for brainstem and chiasm was limited to 15 Gy and 10 Gy respectively. Sig-
nificant OAR dose reduction was observed for the cARC technique relative to 
CP and NCP techniques, particularly to brainstem and chiasm as shown in Fig-
ure 5. 

With regards to the constraints outlined by Timmerman et al. [9] and now 
part of TG101 [10] treatment plan quality was assessed by comparing D95 (dose 
received by 95% of the volume) and the mean dose to the PTV while satisfying 
the aforementioned criteria. This allows fulfillment of the study goal of evaluat-
ing which technique can better maintain high mean dose and good coverage to 
PTV after meeting the dose constraints to critical structures. Sparing normal 
tissues and/or good coverage of the PTV is a foundation of the clinical decision 
making by radiation oncologist. The cARC technique resulted an overall in-
crease in D95 and mean dose to PTV as compared to CP and NCP as shown in 
Table 3. 

Conformity index (C.I.) analysis is shown in Table 4 demonstrating distinct 
differences between the cARC technique and standard CP and NCP techniques. 
The conformity index (C.I., mean ± SD) was measured 1.101 ± 0.038, 1.088 ± 
0.054, and 1.060 ± 0.040 for cARC, CP and NCP respectively. 

The overall gradient measure (G.M. in cm, mean±SD) was 0.581 ± 0.097, 
0.708 ± 0.064, and 0.476 ± 0.050 for cARC, CP and NCP respectively. Even  
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Figure 3. Axial and sagittal isodose distributions for “Ant PTV1” using coplanar (CP), 
non-coplanar (NCP) and coronal arc (cARC) techniques. By looking at the dose distribu-
tion, cARC shows superior dose fall-off in the anterior-posterior direction. 

 

 
Figure 4. Axial and sagittal isodose distributions for “Post PTV1” using coplanar (CP), 
non-coplanar (NCP) and coronal arc (cARC) techniques. The cARC technique shows 
superior dose fall-off in anterior-posterior direction. NCP technique shows compact dose 
distribution around the PTV as compared to both CP and NCP. 

 
though the gradient measure value of cARC was found inferior to NCP and su-
perior to CP. This parameter is measured spherically. From the dose distribution 
of cARC, we are mainly focused on saving the OARs anteriorly and posteriorly. 
Thus, in addition to G.M., a parameter called mean distance gradient fall off was 
calculated. This provides a clear indication of dose fall off in a plane (2 dimen-
sional) rather than 3 dimensional. 

The mean distance gradient fall-off (in cm, mean ± SD) was measured as 
0.249 ± 0.038 (cARC), 0.749 ± 0.107 (CP), and 0.621 ± 0.068 (NCP) at the center 
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Figure 5. Comparison of fractional volume vs dose to “Ant PTVs” and “Post PTVs”, 
Chiasm and Brainstem for coplanar (CP), non-coplanar (NCP) and coronal arc (cARC) 
techniques. Graph “a-c” are for “Ant PTVs” and “d-h” for “Post PTVs”. To represent a 
true comparison, all the plans were normalized equally. It clearly shows an improvement 
of dose reduction to brainstem and optical chiasm. 
 
slice in anterior-posterior direction of PTV, clearly demonstrating a sharper 
gradient in the anterior-posterior direction. 

4. Discussion 

This work demonstrates that cARC applied to specific clinical applications can 
be a significant advancement over existing treatment planning techniques. This  
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Figure 6. Dose fall-off is shown here which was calculated by drawing a line profile at the 
center of “Ant PTVs” and anterior to center of “Post PTVs”. For example, this figure 
shows dose fall-off for “Post PTVs” (as shown in graph “a-e”) with its profile directional-
ity is shown in graph “(f)” (for e.g. “Post PTV1”). Similar way it is shown for “Ant PTVs” 
in graph “(h)-(j)” and their directionally (for e.g. “Ant PTV1”) in graph “g”). 
 

approach is particularly advantageous in brain when the treatment target is in 
close proximity to the brainstem and/or optic chiasm. Several investigators have 
studied the potential of trajectory-based treatment with integration of couch 
motion during dose delivery [1] [2] [3] [4] [5] [11]-[19]. We have focused on a 
single-π geometry rather than more complex treatment designs which are diffi-
cult to deliver and are more likely to result in collision with the patient or gantry. 
Further, single-π geometry has been shown to deliver comparable integral dose 
to the irradiated volume, sharp dose fall off in the anterior-posterior direction  
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Table 2. Comparison of brainstem and chiasm dose for CP, NCP and cARC techniques 
following PTV:D95 = 100% criteria. As per TG101, max point dose where “point” is de-
fined as 0.035 cc or less, for brainstem and chiasm it is limited to 15 Gy and 10 Gy. The 
V10 Gy to brainstem and V8 Gy to chiasm are the threshold doses. D≤0.5cc for brainstem 
and D≤0.2cc for chiasm are chosen as meaningful points for “max critical volume above 
threshhold”. 

PTV 
Planning 

Technique 

Brainstem Chiasm 

D≤0.5cc 

(cGy) 
V ≥ 10 Gy 

(cc) 
D0.035cc 

(cGy)* 
D≤0.2cc 

(cGy) 
V ≥ 8 Gy 

(cc) 
D0.035cc 

(cGy)* 

Ant PTV1 

CP 1375 2.21 1811 1477 0.83 1818 

NCP 1112 0.75 1731 1280 0.56 1743 

cARC 917 0.36 1591 809 0.21 1552 

Ant PTV2 

CP 1609 2.07 2074 1827 0.87 2087 

NCP 1362 1.16 2064 1605 0.66 2073 

cARC 1095 0.66 1989 1134 1133 2013 

Ant PTV3 

CP 1772 2.59 2146 1917 0.89 2155 

NCP 1514 1.44 2176 1780 0.72 2128 

cARC 1307 1.03 2133 1421 0.38 2104 

Post PTV1 

CP 1545 3.54 1936 82 -- 132 

NCP 1462 1.85 1914 80 -- 113 

cARC 1071 0.59 1752 12 -- 13 

Post PTV2 

CP 1795 3.63 2154 47 -- 79 

NCP 1666 2.03 2144 45 -- 75 

cARC 1394 0.94 2113 14 -- 14 

Post PTV3 

CP 1399 2.08 1762 48 -- 80 

NCP 1309 1.46 1707 47 -- 79 

cARC 656 0.14 1253 12 -- 13 

Post PTV4 

CP 1138 0.98 1436 36 -- 57 

NCP 1074 0.72 1361 35 -- 55 

cARC 375 -- 738 12 -- 11 

Post PTV5 

CP 1063 0.76 1288 78 -- 137 

NCP 926 0.27 1151 75 -- 111 

cARC 173 -- 376 11 -- 12 

*Volume receiving max point dose where “point” is defined as 0.035 cc or less. 

 
and less dose spread to brainstem and optic chiasm relative to highly complex 
4π-geometry treatment plans [11] [12] [13] [14] [17]. 

Our results demonstrate that the cARC beam arrangement provides better 
normal tissue sparing and comparable dose coverage to the target as compared 
to existing planning techniques of CP & NCP [1] [3] [4] [5] [16] [19]. This is 
evidenced by the various dose metrics sampled including reduced dose to  
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Table 3. Comparison of D95 (cGy) and mean dose to “Ant PTVs” and “Post PTVs” for 
all techniques satisfying TG101 criteria of dose constraints to brainstem (0.5 cc < 10 Gy, 
max point dose < 15 Gy) and optic chiasm (0.2 cc < 8 Gy, max point dose < 10 Gy). 

PTV Technique PTV D95 (cGy) Mean dose to PTV (cGy) 

Ant PTV1 

CP 1273 1523 

NCP 1508 1907 

cARC 1684 2045 

Ant PTV2 

CP 1031 1335 

NCP 1068 1702 

cARC 1658 2050 

Ant PTV3 

CP 978 1282 

NCP 1051 1698 

cARC 1445 2070 

Post PTV1 

CP 1802 2096 

NCP 2106 2176 

cARC 2120 2170 

Post PTV2 

CP 1598 2045 

NCP 1638 2103 

cARC 1850 2150 

Post PTV3 

CP 2082 2182 

NCP 2138 2176 

cARC 2140 2178 

Post PTV4 

CP 2118 2177 

NCP 2144 2178 

cARC 2145 2180 

Post PTV5 

CP 2120 2179 

NCP 2145 2180 

cARC 2150 2185 

 
normal structures in terms of mean dose and max dose, comparable conformity 
index, and high dose fall-off obtained using the cARC technique relative to CP 
and NCP. Conformity Index (C.I.) for cARC is comparable to CP and NCP 
techniques. This suggests that the cARC technique can potentially be imple-
mented for intracranial applications. 

Further justification of this approach is validated by our results with regards 
to G.M. and mean gradient fall off. Although G.M. for cARC was reduced rela-
tive to CP and comparable to NCP, the parameter is not necessarily appropriate 
for our analysis since G.M. is evaluated isotropically without any consideration 
of laterality. An appropriate analogy to describe the advantage of cARC tech-
nique is to compare dose distribution to the deformation of a balloon. Dose  
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Table 4. Conformity Index (C.I.) and Gradient Measure (G.M.) comparison of coplanar 
(CP), non-coplanar (NCP) and coronal arc (cARC) planning techniques. Non-coplanar 
(NCP) technique has better C.I. and G.M. indices. Conformity Index (C.I.) for cARC is 
comparable to both NCP and CP. Gradient Measure (G.M.) for cARC resides in between 
NCP and CP but superior to CP. 

PTVs 

Conformity Index (C.I.) Gradient Measure (G.M.) 

Coplanar 
Arcs (CP) 

Non-Coplanar 
Arcs (NCP) 

Coronal 
Arc 

(cARC) 

Coplanar 
Arcs (CP) 

Non-Coplanar 
Arcs (NCP) 

Coronal Arc 
(cARC) 

Ant PTV1 1.21 1.15 1.16 0.73 0.42 0.44 

Ant PTV2 1.08 1.06 1.12 0.61 0.41 0.46 

Ant PTV3 1.08 1.03 1.04 0.63 0.42 0.50 

Post PTV1 1.02 1.03 1.06 0.79 
0.51 

 
0.65 

Post PTV2 1.08 1.03 1.09 0.78 
0.51 

 
0.66 

Post PTV3 1.09 1.05 1.10 0.70 0.50 0.63 

Post PTV4 1.08 1.06 1.11 0.70 0.52 0.64 

Post PTV5 1.06 1.07 1.13 0.72 0.52 0.67 

Mean ± 
SD 

1.088 ± 
0.054 

1.060 ±  
0.040 

1.101 ± 
0.038 

0.708 ± 
0.064 

0.476 ±  
0.050 

0.581 ±  
0.097 

 
distribution can be likened to a balloon; if squeezed in two dimensions it will 
deform into the third dimension. For cARC, dose spillage into the lateral and 
superior-inferior direction into the normal brain is accepted, but the critical 
clinical advantage gained is dose fall-off in the anterior-posterior direction. This 
is in recognition that for lesions proximal to the brainstem and optic chiasm the 
greater concern is with the dose fall-off anteriorly and posteriorly. Based on this, 
mean dose gradient fall-off is a more meaningful parameter than gradient meas-
ure because the later applies spherically and degrades the advantage of cARC as 
compared to CP and NCP. 

This work presents two dosimetric approaches representing alternative treat-
ment objectives. For the first approach of assuring D95 = 100% in our compari-
son of cARC relative to CP and NCP, an overall lower dose to the optic chiasm 
and brainstem results (D50 and D30 are significantly reduced). Unfortunately, 
D0.035cc is increased relative to TG101 targets of 15 Gy to brainstem and 10 Gy to 
optic chiasm. This is caused by the proximity and assumed invasion of “Ant 
PTV2”, “Ant PTV3”, “Post PTV1” and “Post PTV2” into OARs. 

For the second approach, dose constraints to the brainstem (0.5 cc < 10 Gy, 
maximum point dose < 15 Gy) and chiasm (0.2 cc < 8 Gy, maximum point dose 
< 10 Gy) were met. Comparison of the dose to PTV in terms of D95 and mean 
dose shows that for acceptable plans cARC provides dosimetric improvement 
relative to CP and NCP for “Ant PTV1”, “Ant PTV2”, “Ant PTV3”, “Post 
PTV1”, and “Post PTV2”. When PTV moves away from OARs such as for “Post 
PTV3”, “Post PTV4”, and “Post PTV5” the advantage of cARC becomes small 
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and, in terms of dosimetry it is comparable to CP and NCP. 
Constraining doses to OARs allowed for study of the usefulness of cARC for 

PTVs which had invaded OARs or have margins within OARs. To have clinically 
acceptable plan two options must be provided; either save OARs or to provide 
coverage to the PTV within the OARs. Clearly, a suitable clinically treatment 
plan must meet the patient condition which may include spread of disease in to 
the nearby OARs. The ability to control dose to OARs or provide adequate cov-
erage to PTV is a hallmark of cARC. 

Implementation of this technique is particularly useful in instances where the 
lesion is in close proximity or invading the OARs. This is further compounded 
by the addition of a PTV margin accounting for set-up error. Maintaining cov-
erage of the PTV while respecting the dose constraints of the critical structures is 
therefore a crucial component of the clinical decision-making process. However, 
in the current clinical paradigm, lesions in close proximity to the brainstem or 
chiasm must compromise PTV coverage to respect the dose constraints of the 
OARs. The cARC technique introduces an alternative approach by shifting the 
dose distribution away from the OARs while maintaining PTV coverage not 
previously attainable using the CP and NCP techniques. 

While the proposed cARC technique confers significant benefit over the cur-
rent clinical alternatives, implementation of this technique is limited by the ca-
pabilities of the treatment planning and delivery systems. It is therefore neces-
sary to not only develop the framework for coronal arc optimization planning 
and translate it such a way that it can be delivered in supine position but to also 
specify quality assurance measures to ensure safe treatment delivery. One possi-
ble approach to achieve this goal is to deliver cARC during treatment couch mo-
tion by keeping the gantry static. Further, while the utility of this technique is 
particularly advantageous in brain, opportunities exist for application in various 
extracranial sites including breast and extremities. Work is currently underway 
to recognize these goals. 

5. Conclusion 

In conclusion, we have simulated an innovative cARC technique that provides 
sharp fall-off of dose anteriorly and posteriorly from PTV in brain while mini-
mizing dose to OARs. We propose the benefits of this technique in treatment of 
SRS and SRT cases for those patients who are candidates of hypo-fractionation 
regimen. 
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