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ABSTRACT 

Introduction: The inflatable penile prosthesis (IPP) has been used to treat erectile dysfunction for 40 years. Loss of 
penile length following IPP remains the single biggest patient complaint. We describe a preoperative and postoperative 
patient preparation protocol to assist in setting realistic patient expectations and decreasing the complaint of reduced 
penile length. Materials & Methods: 750 Patients are instructed to use a vacuum erection device for 10 minutes each 
day for up to 2 months prior to IPP implant. After two months, maximization of cylinder length is accomplished re- 
gardless of IPP manufacturer. Cylinders are left partially inflated in the post-operative period and daily inflation for 3 
months immediately upon patient tolerance. The average implanted cylinder length has increased dramatically with the 
preoperative vacuum usage when compared to the authors’ previous implantations and when compared to the national 
average of implanted cylinders obtained from one manufacturer. Results: Preoperative use of the vacuum device has 
allowed maximization of cylinder length. After the vacuum program, patients tend to experience less pain following 
implantation allowing earlier device instruction cycling and use. The average implanted cylinder length continued to 
increase annually for the first 5 years as the protocol evolved and seems to have remained stable for the last five years. 
Conclusions: Preoperative vacuum usage and postoperative capsule management has nearly eliminated patient com- 
plaints of reduced penile length. We believe this to be the result of larger size cylinders being implanted when com- 
pared to our previous implantations absent of the patient participation protocol. 
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1. Introduction 

The inflatable penile prosthesis (IPP) has been used to 
treat erectile dysfunction for 40 years. More than 250, 
000 devices have been implanted and the device remains 
a durable solution for end organ failure. Despite avail- 
ability of more conservative therapies such as pills, in- 
jections and vacuum devices, many physicians and pa- 
tients turn to prosthesis implantation as the preferred the- 
rapy for severe erectile dysfunction. Penile implants are 
considered less often than more conservative therapies 
but when utilized, result in better patient satisfaction [1]. 
Current inflatable penile implants have been shown to 
require revision less often than most all other medical 
devices implanted in humans [2]. 

Historically, device infection occurred in 4% of first 
time implantations, 8% of implants in diabetics and 10% 
in revisions cases [3]. The use of antibiotic coatings has 
reduced infections approximately 50% [4]. Penile short- 
ening following successful prosthesis implantation when 
compared to the patient’s memory of a natural erection 
remains the most common patient complaint [5]. Erect 
penile length that is not as long as prior to surgery is 
thought to be a result of capsule development around the 
cylinder that restricts the normal circumferential and 
lengthwise expansion of the tunica albuginea that occurs 
in a natural erection [6]. 

This study is a retrospective observational analysis of 
implant experience over the past ten years. We developed 
a pre and post-operative protocol of patient preparation 
that seems to markedly decrease the complaint of re- 
duced penile length. This protocol facilitates the intra- 
operative experience for the surgeon by preparing the 
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penis for acceptance of longer cylinders. 

2. Methods 

After disclosure of more conservative therapies and the 
subsequent decision by the patient to undergo surgery, 
the protocol is instituted. Patients are told the protocol is 
designed to diminish post-operative reduction in penile 
length. We emphasize that patient commitment to this 
training program of up to 5 months may be required (as 
many as two preoperatively and three postoperatively) to 
accomplish this goal. We are careful not to encourage 
unrealistic expectations of improved penile length when 
compared to their preoperative penile size. We stress the 
program is only meant to eliminate the common com- 
plaint of reduced penile length following IPP, not to pro- 
vide penile enlargement. More than 750 patients have 
participated in the preparation protocol over the past 10 
years. 

After deciding to participate in the protocol, patients 
are instructed to use a vacuum erection device for 10 mi- 
nutes at least once daily for up to 2 months prior to sur- 
gery. If a patient has Peyronie’s disease, shortening and 
fibrosis of the tunica is considered severe and he is in- 
structed to use the device at least twice each day.  

The penis is placed in the vacuum cylinder and the de- 
vice pumped to the point where the patient feels a slight 
burning. The constriction ring is not applied and the pe- 
nis experiences the vacuum for at least at least 10 min- 
utes. Patient compliance is critical to the success of the 
preparation protocol. We encourage this by asking the 
patient to mark his lengthening progress with a perma- 
nent marker on the vacuum tube once each week (Figure 
1). 

To ensure a proper seal between the skin and the cyl- 
inder, the patient is instructed to shave around the base of 
the penis and to apply liberal amounts of lubricant on the 
penis and in the base of the vacuum cylinder. No bands 
or constriction rings are used. Patients are instructed to 
pause 3 - 5 seconds between pumps to achieve maximum 
benefit. The vacuum level is increased until the patient 
feels a slight burning sensation in the penis. The negative 
pressure is maintained for at least 10 minutes. A perma- 
nent marker is used to place a mark on the cylinder the 
first time the use of the vacuum device results in a penile 
erection. This allows patient and physician to quantify 
and monitor the patient’s progress. The patient is asked 
to subsequently mark the vacuum cylinder weekly. 

Not all patients wish to participate in the vacuum pro- 
tocol. Some patients are eager to proceed with IPP im- 
plantation without delay. Others do not want to purchase 
the vacuum device. We attempt to convince these patie- 
nts to participate in a truncated version of the program 
for only two weeks prior to surgery. We believe a period 
as short as two weeks will allow implantation of longer 
cylinders than would be possible without vacuum therapy,  

 

Figure 1. Photograph of patient marks on vacuum erection 
device. Note that weekly length gain is greatest during the 
first two weeks. Smaller gains continue up to eight weeks. 
 
particularly in patients with recent onset of impotence e.g. 
post radical prostatectomy. Commonly, the largest ex- 
pansion of penile length occurs in the first two weeks 
(Figure 1). 

For the past several years we have also placed patients 
on the vacuum portion of the protocol who present for 
revision for mechanical failure prior to replacing their 
prosthesis. These patients were placed on the vacuum 
protocol for at least two weeks while awaiting revision 
surgery. 

After the preoperative preparation protocol is com- 
pleted, the patient is taken to the surgical suite. At the 
surgical table measurement of intracorporal distances are 
taken proximally and distally following dilatation to 12 
mm. During the distal measurement the penis is placed 
“on stretch” by vigorously pushing the measuring stick 
against the glans. We believe this maneuver “optimizes” 
our measurement. Our endpoint is to have no wrinkles in 
the cylinder when inflated. With this method of sizing 
cylinder length, some wrinkles are inevitably present in 
flaccidity. 

Most of our patients are implanted on an outpatient 
basis. Following anesthesia recovery, the patient is dis- 
charged with his penis 50% erect, wrapped in a compres- 
sion dressing, with a closed suction drain, and a Foley 
catheter. The Foley catheter is removed the following 
morning. After 48 hours, the patient returns to the office 
for bandage and drain removal. We usually deflate the 
IPP to 25%, i.e. cylinders with no “wrinkling” along the 
shaft. This partial inflation is maintained for 9 - 12 days. 
The patient is asked to wear his penis up (cephalad) in 
brief type underwear to encourage capsule formation of 
the penis as in a natural erection.  

Most patients are taught use of the device at 9 - 14 
days. They are instructed to daily inflate the device as 
much as possible for a period of up to one hour. Initially, 
many patients will only inflate for 7 - 10 minutes due to 
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discomfort but the theory is that as much inflation as 
possible for as long as possible will influence the cylin- 
der capsule to form around the inflated cylinder rather 
than the deflated cylinder. Postoperative inflation is em- 
phasized strongly if a lengthening cylinder is implanted. 
Capsule development is thought to be complete at three 
months following surgery and the daily inflation can 
cease.  

We compared patients undergoing our protocol with 
more than 235 patients in 2002 who were implanted be- 
fore the institution of the vacuum preparation. We also 
obtained information from the two manufacturers of “av- 
erage” cylinder size implanted across the United States in 
the years 2002-2007 and compared to our data. 

3. Results 

The average cylinder length has increased by more than 
3.5 cm (18.4 cm vs 22.03 cm) in our practice since insti- 
tution of the patient participation protocol (Figure 2). 
We also exceeded the national “average” implant length 
of 18 cm by approximately 4 cm. Notably, better in- 
creases in length were noted when we began “optimiza- 
tion” of cylinder size in 2006 and post operative inflation 
for an hour a day in 2007. Results of longer cylinder 
utilization also occurred in the revision patients. The re- 
vision surgery base showed increased cylinder length 
after undergoing vacuum treatment as reflected by their 
marking the vacuum tube. After vacuum therapy, at sur- 
gery, these patients had longer corporal measurements 
than during the original implantation and received longer 
cylinders (Figure 3). 

4. Discussion 

Use of the vacuum protocol has the potential to result in 
several benefits, both for the surgeon and the patient. The 
following subjective observations were noted when pa- 
tients consistently followed vacuum protocol and the 
post-operative capsule manipulation as instructed. 
 Increased ease of corpus cavernosum dilation 
 Accommodation of larger cylinders 
 Decreased postoperative pain  
 Earlier postoperative cylinder inflation by the patient  
 Realistic postoperative patient expectations 
 Improved patient satisfaction with postoperative length 

It is our theory that daily use of the vacuum device 
prior to IPP reconditions the penis by drawing blood into 
the cavernosa and “exercising” the tunica. Recurrent ex- 
posure of the penis to vacuum therapy results in repeti- 
tive cavernosal engorgement that seems to make distal 
corporal cavernosal dilatation easier and allows the penis 
to accommodate a longer cylinder at the time of surgery. 
Vacuum prepared patients’ cylinder length typically is up 
to 3.5 cm longer (18.4 cm vs 22.03 cm) when compared 
to patients not participating in vacuum therapy. Coloplast 
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Figure 2. Comparison of non-protocol year 2002 with the 
next 5 years of protocol. 2006 marked beginning of “opti- 
mization of cylinder size and 2007 marked onset of daily 
post operative inflation. 
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Figure 3. After 2 week vacuum preparation revision for me- 
chanical failure, patients received longer cylinders. 
 
one of the two American manufacturers of IPP devices 
indicate that the national “average” cylinder length im- 
planted in the United States increased in 2002-2007 from 
18.1 cm to 18.7 cm. Today in our practice we average 22 
cm. amongst the patients employing the vacuum proto- 
col. 

At the surgical implantation, inflation of the cylinders 
by the surgeon seems easier when compared to patients 
who refused the protocol. Many of the patients implanted 
with an IPP have not experienced an erection for a num- 
ber of months or even years and initial inflation in pa- 
tients without the protocol requires considerable pressure. 
The authors have noted subjectively that the device 
“feels” easier to inflate in the vacuum participants. We 
believe postoperative care of the patient is also enhanced 
by regular preoperative use of the vacuum device. Pa- 
tients are shown how to inflate/deflate the IPP shortly 
after surgery, typically on postoperative day 9 - 14. Va- 
cuum prepared patients appear to experience less postop- 
erative pain and therefore tend to have less difficulty 
cycling the pump at this early stage. 

Admittedly, the previous paragraphs describe subjec- 
tive opinions on the part of the authors. But these feel- 
ings have been reinforced over our ten years of experi- 
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ence with this protocol because we still have a number of 
patients every year who refuse to follow the protocol and 
in effect serve as a “control” group. In this “control 
group” one of the authors (MKD) believes he can tell 
which patients have been faithful to the protocol and 
which has not by the ease of dilatation intra-operatively, 
ease of cylinder insertion, pace of recovery, perception of 
pain and ease of initial inflation. 

Patients using the vacuum protocol seem satisfied with 
their postoperative penile length regardless of the type of 
cylinder implanted. We have used all the inflatable cyl- 
inders available from both manufacturers (AMS CX, 
AMS LGX, Mentor Alpha 1, Coloplast Titan) with vac-
uum preparation and no cylinder had better outcomes 
than the others. Early in our experience, we used a pre- 
ponderance of lengthening cylinders (AMS LGX) be- 
lieving it to theoretically be the ideal cylinder for this 
protocol. In recent years, however, we have no prefer-
ence since the LGX failed to show superiority in patient 
satisfaction and can become a liability (“s” shape de- 
formity) if the patient was not compliant with the post 
operative daily inflation (Figure 4). 

Montague popularized a method of determining cylin- 
der length in the 80’s and 90’s [7]. The distal measure- 
ment was taken from the top of the corporotomy and the 
proximal measurement marked from the bottom of the 
corporotomy. This in effect, downsized the length of the 
cylinder to be implanted by 2 cm. Others in the urologic 
community believed cylinder length should be estimated 
by taking these measurements from the same point on the 
corporotomy, in effect, adding those 2 cm back [8]. 

We utilize the same point on the corporotomy but do 
so while stretching the penis, allowing maximization of 
cylinder length. We believe the tunica have been made 
more compliant by the vacuum therapy facilitating the 
stretching. It should be noted that we do not suggest we 
are over sizing the cylinders. When we size we are sear- 
ching for a cylinder and Rear Tip Extender (RTE) com- 
bination that is well seated under the glans and provides 
a straight erection, with no “wrinkling” of the inflated 
cylinders at the time of implantation. Some wrinkling of 
the cylinder in flaccidity is witnessed in most cases and 
accepted. 

Early in our observations we catalogued the various 
cylinder types manufactured by the two US companies to 
see if there was a difference in outcomes between the 
various cylinder models. AMS manufactures the LGX 
cylinder, which increases in girth to 18 mm and length- 
ens up to 20%. Coloplast Titan is a cylinder that is unre- 
stricted in girth and length expansion. Only the tunica 
limits Coloplast cylinders expansion and length. We 
wondered if the lengthening cylinder or the unrestricted 
expansion cylinder would have different outcomes after 
our vacuum protocol. Satisfaction with outcome seemed  

 

Figure 4. “s” shaped deformity of LGX cylinder. 
 

similar with the different cylinder types and our cylinder 
choice currently is on a random basis except we avoid 
usage of the lengthening cylinder in cases of Peyronie’s 
Disease [8]. 

Our results show patients receiving a short period of 
vacuum therapy prior to revision for mechanical failure 
demonstrate longer corporal measurements than when 
they were originally implanted. We recognize that the 
original implant has played some role as a “soft tissue 
expander”. Wilson et al found constant pressure of a self 
contained inflatable enlarged the corporal measurements 
approximately 2 cm [9]. In this study, removal of a true 
3-piece implant did not demonstrate increased corporal 
measurement at the time of revision. Nevertheless, most 
large volume implanters believe that, in most cases, a 
revision will accept longer cylinders than were implanted 
originally without vacuum preparation [10] and it seems 
questionable whether 2 weeks of vacuum application 
could influence the tough fibrotic capsule formed around 
the cylinders.  

It is unfortunate that the vacuum protocol evolved over 
the past ten years and there was no effort to form a data- 
base, keep tract of cylinder type or quantitate satisfaction 
with a validated instrument. The hard data documenting 
increase of average cylinder size in our practice came 
from the manufacturer’s Patient Information Form re- 
pository. Despite these considerable drawbacks, the au- 
thors are motivated to publish this article because we feel 
passionately that the protocol is a paradigm changing 
answer to improve patient outcomes. 

5. Conclusion 

Preoperative preparation of the penis with vacuum, opti- 
mization of cylinder length and postoperative daily infla- 
tion has decreased the patient complaint of reduced 
penile length following IPP surgery. We believe this im- 
proved patient satisfaction to be the result of preparing 
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the tunica albuginea to accept larger cylinder length. 
Postoperative capsule manipulation by daily inflation for 
3 months sustains the improvement. Patient satisfaction 
with penile size after using this protocol has been uni- 
form regardless of the type of inflatable cylinder chosen. 
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Key of Definitions for Abbreviations 

IPP: Inflatable penile prosthesis 
RTE: Rear tip extender 
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