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ABSTRACT 

Model test-systems for biochemical determination of glucose and cholesterol are designed by covalent coupling of en- 
zymes to the surface of modified nanodiamonds (MND). In both cases after immobilization on MND the enzymes ex- 
hibit activity and catalyze the formation of a colored product in the chain of successive enzymatic reactions of oxidative 
azocoupling (Н2О2—4-aminoantipyrine—phenol). Produced MND-enzymes complexes: function in DI water and vari- 
ous buffers, over a wide range of temperature and pH, provide for the linear product yield over a broad concentration 
range of analyzed substances, make possible to test cholesterol and glucose in vitro many times, exhibit functional ac- 
tivity after long storage at + 4˚C. 
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1. Introduction 
Detonation nanodiamonds generate much interest in re- 
searchers, because physical-chemical properties of these 
nanoparticles (small size, reactive surface, low toxicity, 
high biocompatibility, etc.) make possible to forecast a 
broad range of their biomedical applications [1-4]. Among 
these applications is new biochemical indicator means 
(including reusable systems) to broaden the inventory of 
medical diagnostic aids. For experts in the field of inter- 
est can be modified nanodiamonds (MND) which form 
free-dispersed systems and adapted for medical-biologi- 
cal study [5,6]. Earlier we showed feasibility of using 
MND as polyfunctional adsorbents to separate and purify 
biomolecules [7] and as a basis to design systems for tar- 
geted delivery of bioactive substances [8]. Chemically po- 
lymorphous active surface of MND featuring high col- 
loidal stability in aqueous media [9,10] suggests its use to 
develop tools for biochemical diagnosis of components of 
biological liquids. 

In this work, we investigated the possibility of conju- 
gating MNDs with enzymes to the design of the bioche- 
mical diagnostic test-systems for evaluation of choleste- 
rol and glucose. 

2. Materials and Methods 

MND (Brand RUDDM 0 - 125, d50 = 49.6 nm), produced 

by “Real Dzerzhinsk” Ltd. (Russia) by known technol- 
ogy [5,11] was used in the work. In experiments we used 
MND hydrosols with nanoparticle concentration of 10.0 
g·l−1, prepared by addition of DI water to a MND powder 
sample. Milli-Q system (Millipore, USA) was used for 
producing DI water. 

Chemical reagents used in the study: 4-aminoantipy- 
rine (1-phenyl-2,3-dimethyl-4-aminopyrazolone) (4-AAP) 
and high-quality D-glucose (Reakhim, Russia), phenol 
(Fluka, Germany), cholesterol calibrator (Vital Diagnos- 
tic, S.-Petersburg, Russia). Reagents solutions were pre- 
pared in situ in DI water. 

To develop diagnostic test-systems we used enzymes 
solutions from Cholesterol-Vital (Vital Diagnostic, S.- 
Petersburg, Russia) and Glucose LS (ProDia Interna-
tional, Germany) kits, served to evaluate the total chole- 
sterol and glucose in blood serum and plasma. For expe- 
riments the enzymes solutions were dialyzed against 10 
mM phosphate buffer (рН 7.0) by ultrafiltration (Ami- 
con, USA) through a 30 kDa membrane. 

Model systems of biochemical diagnosis were made 
by covalent immobilization of enzymes on the surface of 
MND particles pre-activated by p-benzoquinone accord- 
ing to the well-known procedure [12-14]. To design glu- 
cose determination system two enzymes (glucose oxidase 
and peroxidase) were simultaneously covalently coupled 
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to MND, to design the cholesterol determination system- 
three enzymes (cholesterol esterase, cholesterol oxidase 
and peroxidase). Proteins were immobilized in the pres- 
ence of 100 mM Na-bicarbonate buffer (рН 8.0). Solu- 
tions of respective enzymes were mixed with hydrosols 
of benzoquinone-activated MND, and the suspensions 
produced were incubated at room temperature for 1 - 1.5 
h being permanently stirred at the rate of 150 rpm (Sha- 
ker OS-10, BIOSAN, Latvia). Then the nanoparticles with 
immobilized enzymes were collected by centrifugation at 
16,000 g (Centrifuge 5415R, Eppendorf, Germany) for 
10 min at 10˚C. The sediments were three times washed 
with 0.25 М NaCl solution to remove the protein non-  

specifically adsorbed on MND. For this the nanoparticles 
were re-suspended each time in a new portion of washing 
solution and collected by centrifugation under the above 
conditions. The washed MND with immobilized enzymes 
were re-suspended in DI to be used in experiments. 

Activity of produced diagnostic systems (MND-en- 
zymes complexes) were evaluated with an azocoupling 
reaction (Н2О2—4-AAP—phenol) [15]. This reaction is 
commonly used in medical diagnostics for enzymatic 
evaluation of physiologically important substances [16] 
and is attended by formation of stained reaction product 
(quinoneimine). Glucose determination was provided by 
two successive biochemical reactions: 

 

2 2 2Glucose +О +Н О Glucose oxydase Gluconic acid +Н О  2

2

                    (1) 

2 2 22Н О + Phenol + 4 - AAP Peroxidase Quinoneimine + 4Н О                     (2) 

Determination of cholesterol comprises three successive biochemical reactions: 

Cholesterol ester Cholesterol esterase Cholesterol                           (1) 

2 2Cholesterol +О Cholesterol oxidase Cholestenone + H O                        (2) 

2 2 22H O + Phenol + 4 -ААP Peroxidase Quinoneimine + 4Н О                       (3) 

 
when activity of the test-systems was measured, the final 
concentration of ingredients in 1 ml volume of reaction 
mixture was: 0.56 mg·ml−1 of phenol, 0.10 mg·ml−1 of 
4-AAP and 50 μl of MND-enzymes suspension (final 
concentration of nanoparticles 0.5 g·l−1). After the reac-
tion was started by adding an analyte (cholesterol or glu- 
cose-final concentration in reaction mixture 1 mg·ml−1), 
the samples were intensively agitated for 3 - 5 seconds 
on Vortex-Genie 2 g-560E (Scientific Industries, Inc., 
USA) and incubated at room temperature. Concentration 
of cholesterol and glucose in the reaction mixture, its 
temperature, pH and incubation time were varied to study 
dependencies of product formation. 

Following the reaction, the samples were centrifuged 
under the above conditions to remove MND-enzymes 
complexes from the reaction mixture. The produced su- 
pernatants were collected for spectral analysis of the 
stained product by measuring the optical density at a 
wavelength 506 nm (UV/VIS spectrophotometer UVIK- 
ON 943, Kontron Instruments, Italy). 

A multiple use the indicator systems was checked as 
follows. Following the reaction, the samples were centri- 
fuged and supernatants were collected for spectral analy- 
sis of the stained product. The precipitates were washed 
twice with 20 mM phosphate buffer (рН 7.0) to remove 
the reaction product. The washed MND-enzymes com- 
plexes were re-suspended in DI water and ingredients re- 
quired to start the reaction was added again. 

3. Results and Discussion 

General principle of biochemical diagnostic systems bas- 

ed on MND and enzymes is shown on a hypothetical 
scheme (Figure 1). 

The substance to be defined (analyte) transforms in a 
chain of successive biochemical reactions catalyzed by 
enzymes Е1 → Е2 → … → Еn immobilized on nanopar- 
ticles into respective products Р1 → Р2 → … → Рn. The 
final product (Рn) is stained and is easily detected by spe- 
ctral analysis. 

Model systems for biochemical diagnosis of glucose 
and cholesterol were designed by covalent coupling of 
enzymes on p-benzoquinone activated MND particles. 
To prevent denaturation of biopolymers (e.g. proteins) in 
their immobilization on a carrier, its surface is first acti- 
vated-this makes possible to bind biomolecules under 
relatively mild conditions [13]. Reaction with chemical 
activator generates electrophilic groups on the carrier’s 
 

 

Figure 1. Hypothetical scheme of biochemical diagnostic 
test-systems designed on the basis of MDN and enzymes. 
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surface, which form covalent bonds with nucleophilic 
groups of molecules of the immobilized biopolymer, e.g. 
protein amino groups. A particular case of such a reac- 
tion is preliminary activation of the carrier containing 
surface-ОН groups by p-benzoquinone and subsequent 
coupling of a protein [12,14]. Earlier MND surface was 
shown to have hydroxyl groups [10], therefore in this 
work the enzymes were covalently coupled to the nano- 
particles pre-activated with p-benzoquinone. Methods of 
MND activation by p-benzoquinone was described in de- 
tail earlier [8]. 

Development of model systems for determination of 
glucose and cholesterol found out that in both cases en- 
zymes covalently immobilized on MND particles exhibit 
activity. Indicator systems (MND-enzymes complexes) 
catalyze formation of stained product with addition of the 
analyte (cholesterol or glucose) into the reaction mixture. 
It was shown that both systems provide practically a lin- 
ear yield of product at temperatures of 20˚C - 22˚C in the 
time interval of 5 - 40 minutes (Figure 2). 

It is worthy of note that in the absence of analyzed 
substances the systems were not observed to form the 
product. 

Experiments showed (Figure 3) that both diagnostic 
systems can function over a wide temperature range. 
From the data it is apparent that activity of glucose de- 
termination system slightly increases in temperature 
range of 30˚C - 42˚C (the product yield is higher by 
about 10%), as compared to its activity at temperature 
22˚C. Meanwhile, the temperature optimum for the ac- 
tivity of cholesterol determination system is around 50˚C 
(Figure 3). At this temperature the product yield is con- 
siderably higher (about 4 - 4.5 times) as compared to its 
formation at 20˚C. However, at temperature 20˚C the 
yield of product is quite sufficient for spectral testing. 

 

 

Figure 2. Product formation in the reaction of hydrogen 
peroxide-4-ААP-phenol catalyzed by cholesterol (triangles) 
and glucose (circles) determination test-systems vs. time. 
The data are normalized for maximum product yield in 
measurements of glucose and cholesterol, respectively. 

This might be explained by the temperature optimum for 
the operation of enzymes comprised in the diagnostic 
systems. 

The MND-enzymes complexes can function over a 
broad pH range and exhibit high activity under slightly 
acidic and neutral conditions of the medium (Figure 4). 

It is evident that both diagnostic systems show similar 
efficiency in DI water as well. The cholesterol and glu- 
cose determination systems were also shown to effi- 
ciently function in various buffers with neutral pH value. 
This was demonstrated on five different buffers with 20 
mM concentration: phosphate, ammonium acetate, bis- 
tris propane, sodium acetate and tris (Figure 5). 

The glucose indication system was shown to ensure 
practically similar yield of the product in all mentioned 
buffers. It should be noted that the sodium acetate and 
tris buffers were observed to slightly (about 5% - 10% 

 

 

Figure 3. Product yield in reaction catalyzed by cholesterol 
(1) and glucose (2) determination test-systems vs. tempera- 
ture. The data are normalized for maximum product yield 
in measurements of glucose and cholesterol, respectively. 

 

 
Figure 4. Product yield in reaction catalyzed by cholesterol 
and glucose determination test-systems vs. pH. Control (DI) 
formation of product catalyzed by test-systems in DI water. 
The data are normalized for maximum product yield in 
measurements of glucose and cholesterol, respectively. 
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Figure 5. Product yield in reaction catalyzed by cholesterol 
and glucose determination test-systems in different 20 mM 
buffers with neutral pH (7.0): PB-phosphate buffer, AmAc- 
ammonium acetate buffer, NaAc-sodium acetate buffer, BTP- 
bis-tris-propane buffer, Tris-tris buffer. Control (DI)-yield 
of product catalyzed by test-systems in DI water. The data 
are normalized for product yield in DI water in measure- 
ments of glucose and cholesterol, respectively. 
 
and 10% - 15%, respectively) decrease the product yield 
as compared to its formation in DI water. At the same 
time the cholesterol indication system turned out to be 
more sensitive to the buffer composition (Figure 5). It 
can be seen, that the yield decreases in the ammonium 
acetate and sodium acetate (about 25% - 30%) and espe- 
cially in bis-tris propane (up to 50% - 60%) buffers, as 
compared to its yield in DI water. On the whole the pre- 
sented results indicate that optimum for the operation of 
both systems is the phosphate buffer. 

The developed biochemical diagnostic systems have 
been found to provide for linear product yield over a 
broad concentration range of analyzed substances (Fig- 
ure 6). For the cholesterol determination system this is 
observed in the range of low (0.01 - 0.2 mg·ml−1) con- 
centrations of the analyte. At this, the glucose determina- 
tion system ensures the linear product yield in glucose 
concentration range 0.01 - 1.5 mg·ml−1, which exceeds 
its physiological values in human blood. These results 
have significant practical value because they make pos- 
sible to suggest applicability of the designed test-systems 
in medical diagnosis of physiologically important sub- 
stances. 

Experiments demonstrated feasibility of reusing the 
developed test-systems to evaluate cholesterol and glu- 
cose in vitro (Figure 7). 

However, as seen from the presented data, with suc- 
cessive measurements a gradual decrease of the product 
yield is observed in both cases. The observed changes 
may be due to a partial inactivation of enzymes when the 
test-systems are reused many times. Specifically, this can 
take place at the stages of multiple re-suspension and se- 
dimentation of MND-enzymes complexes by centrifuga- 
tion to remove the reaction product. Nevertheless, it 

 
(a) 

 
(b) 

Figure 6. Product formation in reaction catalyzed by MND- 
enzymes test-systems depending on the cholesterol (a) and 
glucose (b) concentration. The data are normalized for ma- 
ximum product yield in measurements of glucose and cho- 
lesterol, respectively. 

 

 

Figure 7. Product yield in multiple re-use of test-systems to 
determination cholesterol and glucose. The data are nor- 
malized for maximum product yield in measurements of 
glucose and cholesterol, respectively. 

 
should be noted, that the designed MND-enzymes com- 
plexes are quite stable. This is supported by the fact that 
the cholesterol and glucose indication systems are func- 
tionally active for, at least, two months when stored in DI 
water at temperature + 4˚C. 

4. Conclusion 

The work demonstrated feasibility of employing MND to 
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develop systems for biochemical diagnosis of physio- 
logically important substances. Covalent coupling of en- 
zymes onto benzoquinone activated MND made it possi- 
ble to design model systems of cholesterol and glucose de- 
termination. The enzymes immobilized on the nanoparti- 
cle surface have been found to exhibit activity and cata- 
lyze formation of stained product in the chain of succes- 
sive enzymatic reactions. The produced MND-enzyme 
complexes have been shown to function over a wide 
range of temperatures and рН, in DI water and different 
buffers, provide for the linear yield of the product over a 
broad concentration range of analyzed substances, make 
possible to re-test many times, preserve activity for a long 
time. In our opinion, further optimization of conditions 
for development of reusable test-systems based on MND 
and enzymes can bring into being a new class of efficient 
indicators for medical diagnostic. 
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