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ABSTRACT 

A total of 415 samples from febrile children exhibit- 
ing either concordant (n = 108) or discordant (n = 307) 
results between microscopy, the gold standard diag- 
nostic test, and two Rapid Diagnostic Tests (RDTs), 
OptiMAL-IT®(pLDH) and Acon®HRP2, were ana- 
lysed using polymerase chain reaction (PCR) from 
May to December 2011 in Gabon. The aim of the 
study was to analyse these discrepancies using poly-
merase chain reaction (PCR). Nested PCR targeting 
the Plasmodium ssrRNA gene was used to distinguish 
P. falciparum, P. malariae and P. ovale. Plasmodium 
falciparum was the only malaria species identified. 
Discrepancies frequently involved samples that were 
negative by microscopy and positive by Acon®HRP2 
(90%) or Optimal-it® (86%). The PCR assay de- 
tected submicroscopic infection in almost 23% of the 
microscopy-negative samples, whereas plasmodial DNA 
was not found in 77% of the Acon®HRP2 positive- 
microscopy negative samples. Although results ob- 
tained with Optimal-it® were more frequently con- 
cordant with those of PCR genotyping, the low speci- 
ficity of Optimal-iT® for non-falciparum malaria para- 
site detection resulted in a high proportion of false 
negative RDTs (90%) and a high frequency of tests 
with faint line intensity. The present study highlights 
the specific attributes of the different methods used to 
identify malaria parasite below the microscopy level 
of detection. RDT results that were discordant with 
either microscopy or PCR as the gold standard could 
represent a challenge for rapid, accurate fever case 
management in malaria endemic areas. It is necessary 
to pursue the development of more precise and more 
sensitive point-of-care diagnostic tools for malaria. 
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1. INTRODUCTION 

Biological diagnosis of malaria is one of the major weap- 
ons for the management of infected patients [1,2]. The 
use of Rapid Diagnostic Tests (RDTs) for malaria diag- 
nosis is currently recommended by the World Health Or- 
ganization (WHO) as an alternative to microscopy in 
remote areas. These tests have been developed to im- 
prove care management of the febrile patients and to limit 
antimalarial drug prescription to parasitologically con- 
firmed cases. Moreover, the decline of malaria preva- 
lence observed in Sub-Saharan Africa following control 
efforts emphasises the need for an accurate biological 
diagnosis of true malarial infection [3-5]. Prompt diag- 
nostic confirmation can be achieved through quality mi- 
croscopy or quality rapid diagnostic tests that detect 
Plasmodium spp infections. Microscopy, the gold stan- 
dard for malaria diagnosis, has a detection limit of 10 to 
50 parasites/µL. Discrepancies with RDTs are frequently 
observed, leading to the misinterpretation of results, mis- 
diagnosis and treatment errors [6-11]. Though no diag- 
nostic tool is perfect, molecular techniques are highly 
sensitive assays compared to microscopy and RDTs that 
detect infections with different Plasmodium species [12, 
13]. Detection of Plasmodium spp DNA based on nested 
polymerase chain reaction (nested PCR) is a diagnostic 
alternative that could facilitate the evaluation of RDTs’ 
performance [13-15]. In Gabon, a study assessing the 
performance of two RDTs, Acon® HRP2 and Optimal- 
It® (pLDH), revealed a sensitivity of 98% for parasite 
densities > 100 Parasites/µl compared to microscopy the 
gold standard method [16]. Nevertheless, almost 15% of 
2125 samples analysed displayed discordant results be- *Corresponding author. 
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tween RDTs and microscopy. The aim of the present 
study was to analyse these discrepancies using Plasmo- 
dium species nested PCR. 

2. MATERIALS AND METHODS 

2.1. Study Site 

The study was carried out between May and December 
2011 in Gabon, where malaria transmission is perennial. 
Malaria is predominantly caused by Plasmodium falci- 
parum, which has an estimated prevalence of 6% to as 
high as 40%, while the proportion of infections due to 
non-falciparum malaria species is below 5% [16,17]. 

2.2. Samples Collection 

Samples were selected from a previous RDT evaluation 
performed in Gabon comparing Acon®HRP2 and Opti- 
mal-It® [16]. They were distributed into two groups: 
concordant and discordant samples. Concordant samples 
had identical results with all methods and were classified 
as positive or negative. Samples with discordant results 
were distributed into two groups: those with discordant 
results between thick blood smears and Acon® HRP2 and 
those with discordant results between thick blood smears 
and Optimal-It® for the diagnosis of malaria in febrile 
children with suggestive symptoms. Dried blood spot 
(DBS) from all the samples with discordant results and 
5% of randomly selected samples with concordant results 
were analysed. DBS were dried overnight and stored in 
sealed bags with desiccant at room temperature until 
molecular analysis. 

2.3. DNA Extraction 

DNA was extracted using methanol method  
(http://medschool.umaryland.edu/CVD/appendix1.asp, 
12/06/2009). Briefly, each DBS was soaked in 200 μL of 
methanol. After incubation at room temperature for 20 
minutes, the methanol was removed and the samples 
were dried before adding distilled water. The punches 
were crushed and heated at 95˚C for 20 minutes; then 
DNA was eluted with sterile water and stored at −20˚C. 

2.4. Small Subunit Ribosomal (ssrRNA) 
Genes Amplification 

Five microliters of DNA were included in the Poly- 
merase Chain Reaction (PCR) assays. Nested PCR as- 
says were performed using oligonucleotide primers de- 
signed to amplify the Plasmodium small subunit ribo- 
somal RNA (ssrRNA) genes as previously described [18]. 
Specific primers rFAL 1 and 2, rMAL 1 and 2, rOVA 1 
and 2 were used to detect P. falciparum, P. malariae, 
and P. ovale species, respectively. PCR products were 
analysed on a 1.5% agarose gel and visualised under UV  

light after ethidium bromide staining. A molecular size 
marker (100-base pair [bp] ladder) was employed for the 
validation of the fragments size. All samples from the 
two study sites were analysed in the same lab to exclude 
any difference that could be due to technical issues. 

2.5. Line Intensity Analysis 

According to the manufacturer’s instructions, RDTs re- 
sults were considered positive (if both the control and 
test lines appeared) regardless of the intensity of the test 
line. Afterward, a visual assessment according to the in- 
tensity of the lines generated by each RDT was per- 
formed as described by Kyabayinze et al. (2008) [9]. 
RDTs positive samples were classified as following: those 
with a line intensity reported as “strong” if the test line 
was as intense as the control line and as “faint” if the line 
could be observed in good light. 

2.6. Ethical Considerations 

This study was a part of a project funded by the MNCP 
through Global Fund, which aimed at evaluating RDTs 
performance and parasite molecular analysis. Gabonese 
Ministry of Health approved the entire study. Children’s 
parents or guardians were informed about the study pro- 
tocol, either for the malaria diagnostic method compari- 
son or for the consecutive molecular analysis. The oral 
consent of the children’s parents or guardians was re- 
quired prior to enrolment and sample collection for ma- 
laria diagnosis and parasite genotyping. 

2.7. Statistical Analysis 

All data were recorded on a CRF, entered and then 
cleaned using Epi-info 6 version 3.3.2 (2005 CDC At-
lanta) to resolve discordances and delete double entries. 
Analysis was performed with Statview 5.0. (SAS Insti-
tute, Cary, NC, USA). Differences between groups were 
assessed using Chi-squared or Fisher’s exact tests for 
proportions. A p-value of less than 0.05 was considered 
significant. 

3. RESULTS 

A total of 415 blood samples were analysed by PCR: 307 
with discordant results and 108 (60 positives and 48 
negatives) with concordant results. P. falciparum was the 
only species identified either by microscopy or by PCR. 
Plasmodial DNA was not detected in any concordant 
negative sample but was detected in 98.3% (n = 59/60) 
of the positive samples. 

3.1. Analysis of Samples with Discordant Results 

Microscopy positive-RDT negative samples 
PCR confirmed the microscopic P. falciparum infec- 
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tions in 52.6% (n = 10) of Acon®HRP2 and 33.3% (n = 8) 
of Optimal-It® negative samples (Table 1). Only three 
RDT and PCR negative samples had parasite densities 
greater than 100 asexual forms/µL.  

Microscopy-negative RDT-positive samples 
The majority of samples with discordant results were 

microscopy negative and RDT positive: 90% (n = 171/ 
190) for Acon®HRP2 test and 86% (n = 147/171) for 
Optimal-It®. PCR detected the presence of P. falciparum 
in less than one quarter (n = 38/171) of Acon®HRP2 
positive samples and more than half of the Optimal-It® P. 
falciparum ones (n = 24/44) (p < 0.01) (Table 1). None 
of the Optimal-It® positive samples was infected by 
non-P. falciparum malaria parasites according to PCR 
results. Indeed, only eight of the 103 non-P. falciparum 
Optimal-It® positive samples were successfully geno- 
typed and identified as P. falciparum infection. 

Overall, Acon® HRP2 positive tests showed less fre- 
quently a faint line intensity compared to Optimal-it® (p 
< 0.01) (Table 2). The proportion of P. falciparum in- 
fections detected by PCR was less than 10% for Opti- 
mal-It® (9.5%; n = 8/84) and Acon® HRP2 (7.7% n = 
4/52). P. falciparum infections confirmed by PCR were 
found in only 28.6% of the Acon® HRP2 positive test 
with a strong line. This proportion was the lowest (15.4%) 
for non-P. falciparum positive samples with strong line. 

4. DISCUSSION 

Good RDTs performance is required for their use as di- 
agnostic tool in remote malaria endemic areas where 
microscopy is lacking or poorly used. 

In Gabon, studies assessing the performance of ma- 
laria RDTs are needed to guide the health authority deci- 
sions in the selection of RDTs with international quality  

 
Table 1. Distribution of samples with discordant results ac-
cording to the amplification rate. 

 Acon® (n = 190) Optimal-It® (n = 171) 

 Posδ Negα P. fβ non f∞ Neg 

PCR  

Pos, n (%) 38 (22.2) 10 (52.6) 24 (55.0) 8 (7.8) 8 (33.3)

Neg, n (%) 133 (77.8) 9 (47.4) 20 (45.0) 95 (92.2) 16 (66.7)

Total 171 19 44 103 24 

δPos: Positive; αNeg: Negative; βP. f: P. falciparum; ∞non f: non falciparum. 

 
Table 2. Relationship between RDT positive line intensity and 
PCR results. 

 Acon® Optimal-It® 

 P. f (n = 171) P. f (n = 44) non-f (n = 103)

Line intensity N PCR+, n (%) N PCR+, n (%) N PCR+, n (%)

Faint 52 4 (7.7) 7 4 (57.2) 77 4 (5.2) 

Strong 119 34 (28.6) 37 20 (54.0) 26 4 (15.4) 

standard. Currently, only two studies have evaluated RDTs 
performance in Gabon [16,19]. Although good sensitiv-
ity and good negative predictive values were observed 
with these tests, frequent discrepancies were found when 
microscopy was used as the gold standard. These dis-
crepancies were mainly due to a high proportion of false 
positive results (>20%). Indeed, as found elsewhere, 
when RDTs were compared to microscopy, false positive 
was more frequently found with those detecting HRP2 
proteins than with those detecting pLDH [9,20,21]. 

PCR analysis of microscopy-negative TDR-positive 
samples highlighted the ability of RDTs to detect submi- 
croscopic P. falciparum infections. Hopkins et al found 
almost 12% of subpatent parasitemia among samples 
with discordant results [22]. Parasite antigens that are 
produced by peripheral circulated or sequestered para-
sites can be detected in case of low peripheral para-
sitemia [23,24]. Persistent release of P. falciparum HRP2 
protein as previously reported by others authors is con-
firmed in 77% of the Acon® HRP2 positive discordant 
samples that were negative by PCR and microscopy in 
the present study [9,18]. This protein is known to have a 
long half-life and is produced in large quantities by all 
stages of P. falciparum [25]. 

In contrast, the pLDH enzyme is short-lived in the 
blood but is a good indicator of current infection, ena- 
bling more frequent detection of submicroscopic P. fal- 
ciparum infections with Optimal-It®. 

However, this test displayed a low specificity for non- 
P. falciparum malaria parasite detection; at least 90% of 
non-P. falciparum RDT positive samples were negative 
by PCR. This lack of detection could be observed be- 
cause pLDH is produced in small quantities. Therefore, 
pLDH-based RDT sensitivity is limited, especially in the 
case of non-P. falciparum species detection. These spe- 
cies usually have low parasitaemias and can be associ- 
ated with low P. falciparum parasitaemias, below the 
limit of detection [26]. This latter point could partly ex- 
plain the fact that only P. falciparum DNA was detected 
in these positive samples. Moreover, several studies high- 
lighted the low sensitivity of pLDH and aldolase RDTs 
for the detection of non P. falciparum malaria parasites 
[27-29]. 

Both RDTs failed to detect two samples with high 
parasitaemia. This finding might be related to several 
factors, such as the variability of the target antigen, 
which is not uncommon in Africa. Indeed, Koita et al. 
(2012) showed that a deletion of the repeat region of the 
HRP2 gene is linked to false negative results [30]. An- 
other factor can be the prozone effect observed in case of 
high P. falciparum or non P. falciparum malaria parasi- 
taemia [28,31-33]. Thus, additional analysis involving 
sequencing or multiple real-time PCR is required. 

According to RDTs line intensity, few samples with  
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faint bands had a true malaria infection according to PCR 
genotyping. False positive RDTs results with faint bands 
were frequently observed when Optimal-it® results iden- 
tified non-P. falciparum malaria infection. Allen and col- 
leagues, who also found high proportions of false posi- 
tive results with samples with a faint line on RDTs, sug- 
gested that such results should be considered negative 
[34]. Nevertheless, a recent study evaluating a pan 
HRP2/aldolase RDT revealed a lower proportion of false 
positive results linked to faint line intensity, underlining 
the necessity of understanding the utility of band inten- 
sity interpretation [19]. Line intensity interpretation seems 
to be dependent on several factors such as transmission 
level [9,34,35]. Despite its high sensitivity, PCR may fail 
to reveal the presence of Plasmodium in microscopically 
infected samples, especially in those with low parasitae- 
mia, as observed in the present study. The slide positivity 
was indisputable taking into account the quality of the 
method of reading. Such lack of amplification of nucleic 
acid by nested PCR, real-time PCR or multiplex PCR is 
reported for samples with PD < 500 p/µl, even higher 
(PD > 12,000 p/µl) [14,36-38]. Indeed, DNA amplifica- 
tion is more sensitive than antigen detection and micros- 
copy, but the final performance depends on the original 
sample and how much sample goes into the PCR reaction 
and the quality of the sample.  

These findings confirm the complexity of choosing 
malaria diagnostic tools in the era of malaria control and 
elimination when several factors, such as the threshold 
parasite detection level, parasite target of the different 
techniques and malaria endemicity, must be considered. 
It is obvious that the interpretation of non-P. falciparum 
positive RDT should take into account the antigen de- 
tected and the prevalence of Plasmodium species in en- 
demic areas. Nevertheless, all methods used are neces- 
sary because of their specificities either for malaria para- 
site detection and quantification, species identification 
and disease burden, even in areas where P. falciparum is 
predominant, as it is frequently observed in Gabon. In 
any case, accurate, specific and sensitive diagnostic tools 
that are able to improve both malaria detection and feb- 
rile patient care management must be continuously de- 
veloped. 
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