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Abstract 
BlotMan is a protein blotting device that allows generating multiple membranes from a single po-
lyacrylamide gel. To transfer all proteins uniformly with the same efficiency regardless of protein 
size, BlotMan employs pulse-width-modulated (PWM) voltage that applies a higher average vol-
tage to a larger protein species. BlotMan can be controlled not only by its custom-made interface 
but also by a smart phone via Bluetooth technology. In this study, we examined effects of PWM 
signals (50%, 60%, and 80% duty cycle) on transfer efficiency and signal intensity in comparison 
to a constant voltage signal (100% duty cycle). The result revealed that in response to the same 
average voltage of 150 V, a lower duty cycle with a higher maximum voltage increased transfer ef-
ficiency as well as sharpness of transferred proteins. We validated BlotMan’s capability using a 
chondrosarcoma cell line (SW1353 cells) and a breast cancer cell line (MDA-MB231 cells) in re-
sponse to anti-tumor chemical agents. BlotMan successfully generated 5 membranes from a single 
gel and detected 5 protein species such as c-Src, eukaryotic translation initiation factor 2 alpha 
(eIF2), phosphorylated eIF2, lamin B, and actin. Collectively, we demonstrated herein that Blot-
Man reduces an amount of protein samples by generating multiple membranes from a single gel 
and improving signal intensity with PWM voltage signals. 
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1. Introduction 
Western blotting is the most widely used technique to determine the relative amount of proteins [1] [2]. Al-
though it has been well established for over 30 years, the procedure remains highly labor-and-resource intensive. 
New products for quick reactions, better imaging, and capillary electrophoresis for fully automation have been 
released [3] [4]. Few technologies, however, are being proposed to improve an existing transfer procedure. Al-
though capillary electrophoresis presents a new procedure, it may induce potential problems such as capillary 
clogging, air bubble formation, sensitivity to temperature fluctuations, inconsistency in polymer quality, and 
background noise in antibody reactions [5]. 

To elevate efficiency of Western blotting, we have previously developed BlotMan that enables to generate 
multiple blotting membranes from a single polyacrylamide gel [6] [7]. In a conventional Western blotting pro-
cedure, a single gel is used to make a single membrane. If three protein species need to be analyzed, for instance, 
three gels are used. BlotMan is able to generate three membranes from a single gel, and thus it contributes to 
significant reduction in labor and resources. 

One potential drawback for generating multiple membranes from a single gel is signal intensity. Since the 
protein of interest is equally distributed to multiple membranes, an amount of protein each membrane receives 
becomes 1/N in which N is the number of membranes. In this study, we addressed a question: Does a PWM 
voltage signal (<100% duty cycle) increase signal intensity and sharpen protein bands compared to a constant 
voltage signal (100% duty cycle)? PWM has two major parameters: frequency and duty cycle, and we herein 
focused on potential effects of duty cycle on signal intensity. 

In the newly designed BlotMan, we re-designed a user interface and made it possible to control the device 
using a cell phone via Bluetooth technology [8]-[10]. Using a breast cancer cell line (MDA-MB231 cells), we 
validated usefulness of BlotMan in protein expression analysis in cancer biology. 

2. Materials and Methods 
BlotMan generates multiple membranes with uniform transfer efficiency for all proteins regardless of protein 
size from a single. It applies a voltage gradient in which the large protein receives high voltage signals via pulse 
width modulation. In this study, the voltage from the power supplier was set to constant at 28 V, and the actual 
voltage applied to proteins in the gel was varied up to 24 V with a variable duty cycle. For instance, an average 
voltage of 12 V was achieved with a maximum voltage of 24 V and 50% duty cycle. 

2.1. Hardware and Software 
BlotMan consists of three main components: a protein transfer unit, a controller unit, and a smart phone (Figure 
1(a)). The protein transfer unit consists of a multi-anode board and a cathode board (Figure 1(b)). The control-
ler unit is a microcontroller based system. This unit receives user commands through keypad/LCD user interface 
or Bluetooth from an Android smart phone, and generates PWM signals of different duty cycles to multiple 
anodes. The Bluetooth communication between the smart phone and the controller is supported by the BlotMan 
application on the smart phone (Figure 1(c)). This application sends experiment commands to the controller unit, 
monitors experiment status, collect experiment information from the controller, and store experiment data on the 
smart phone. This application supports three operations: gel electrophoresis, multi-blot, and power provision 
(Figure 1(d)). Unique to BlotMan is pulse width modulation (PWM) signals (Figure 1(e)), in which the signal 
is in a form of an on-and-off rectangle wave. 

2.2. Bluetooth Communication Protocol 
The Bluetooth communication protocol was used between an Android smart phone and a controller unit (Figure 2). 
The protocol included bi-directional communication paths. One is from a smart phone to a controller unit, while 
the other from the controller unit to the smart phone. The message frame includes the attributes such as “source 
ID, destination ID, message type, sub type, sequence ID, message length, payload, and checksum” (Figure 1(f)). 
The “source ID” and “destination ID” are unique MAC addresses, and they are used to identify the sender and 
receiver. The “message ID” and “sub type” are used to identify message categories. The operation command and 
data are saved in “payload”, while “sequence ID”, “message length”, and “checksum” are for message encod-
ing/decoding and error checking. 
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Figure 1. BlotMan system. (a) BlotMan together with a cell phone and a protein transfer unit; (b) 
Procedure for placing a gel on the protein transfer unit; (c) Cell phone monitor screen for operat-
ing BlotMan; (d) Interface on a monitor screen; (e) & (f) PWM voltage profiles.                   

2.3. Vertical Gel Electrophoresis 
Prior to blotting, proteins were size-fractionated by vertical gel electrophoresis. In this study, we employed two 
sets of protein markers in the range of 17 kDa to 140 kDa, Spectra TMmulticolor (or rainbow) makers (Thermo 
Scientific, Waltham, MA, USA) and Blue protein standard markers (BioLabs, Ipswich, MA, USA). Using 10% 
or 12% polyacrylamide gel with 1.0 or 1.5 mm thickness, vertical electrophoresis was performed with a BioRad 
electrophoresis system (Mini-Protein ®3cell) and in a SDS-running buffer (BioRad, 25 mM Tris, 192 mM gly-
cine, 0.1% SDS, and pH 8.3). We initially applied 100 V for 10 min followed by an average voltage at 150 V for 
45 min with duty cycles of 50%, 60%, 80% and 100%. The migration distance, d in mm, was modeled: 

1 2 3d a a m a m= + +                                   (1) 

where m = protein size (kDa), and a1, a2, and a3were three parameters. Equation (1) was employed to predict 
protein positions in the gel as well as in the blotting membrane. 

2.4. Evaluation of Protein Transfer Time 
Through systematic experiments using proteins in the range of 17 - 140 kDa, we first determined blotting time to  
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(a)                                         (b)  

Figure 2. Flow chart for communication between a cell phone and BlotMan (controller box).       
 
a polyvinyllidene diflouride membrane (IPVH00010, Millipore) under constant voltage signals. The transfer was 
conducted with a semi-dry transfer system (Transfer-Blot ®cell; BioRad) at a constant voltage of 5, 7, 10, 12, 
and 15 V for 10, 20, 30, 45, 60, 120, and 180 min in a transfer buffer (25 mM Tris, 192 mM glycine, pH 8.3 
with 20% methanol). We approximated signal intensity of protein bands using a Gaussian distribution function 
and determined mean, µ, and standard deviation, δ, of transfer time for protein species at each of transfer vol-
tages. 

A mean transfer time, T (min), was then modeled using mp = protein size (kDa), and Vt = transfer voltage (V):  

1 2 3m p tT k m k V kα β= + +                                   (2) 

1
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                                (3) 

where k1, k2, k3, and were parameters and determined from experimental data. The five parameters were deter-
mined using a best-fit regression approach and the mean-square error between the experimental and predicted 
values was minimized. Of note, 50% of proteins were expected to be transferred in Tm regardless of protein size. 

2.5. Application to Breast Cancer Research 
A human chondrosarcoma cell line (SW1353) and a human breast cancer cell line (MDA-MB-231) were ob-
tained from American Type Culture Collection and employed in this study [11] [12]. Cells were cultured in the 
presence and absence of chemical compounds and lysed in a radio-immunoprecipitation assay (RIPA) buffer 
that consisted of protease inhibitors (Santa Cruz Biotechnology, Santa Cruz, CA, USA) and phosphatase inhibi-
tors (Calbiochem, Billerica, MA, USA). Isolated proteins were size-fractionated in a polyacrylamide gel by ver-
tical electrophoresis and blotted to multiple polyvinylidene diflouride membranes (Millipore, Billerica, MA, 
USA) by BlotMan. After incubation for 1 h with primary antibodies, membranes were incubated for 45 min with 
secondary antibodies conjugated with horseradish peroxidase (Cell Signaling, Danvers, MA, USA). We used 
antibodies against c-Src, eIF2α, p-eIF2, lamin B (Cell Signaling), and ˚β-actin (Sigma). Protein signals were 
quantified using LAS-3000. Of note, c-Src is a proto-oncogene tyrosine kinase that is linked to cancer growth 
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[13], while the phosphorylation of eIF2 is known to reduce proliferation of SW1353 and MDA-MB-231 cells 
[11] [14]. Lamin B is a component in a nuclear envelope, and -actin was employed as a control. 

3. Results 
3.1. Protein Migration in Vertical Gel Electrophoresis 
Using 10% and 12% polyacrylamide gels, size-dependent migration of proteins in a vertical gel was characte-
rized. We defined the distance between the largest and smallest proteins (i.e., 17 kDa and 140 kDa) to be a unit 
distance, and plotted the best fit curve for positions of other proteins between 0 and 1 (Figure 3(a)). The pre-
dicted migration distance indicates that the relative separation was greater for large proteins (>80 kDa) in 10% 
gel, while a better separation was achieved for small proteins (<40 kDa) in 12% gel. This observation is consis-
tent with a regular practice in which a high % gel is employed for analyzing small proteins. The migration dis-
tance, characterized here, became a basis for determining position dependent voltage signals for protein blotting. 
 

 
Figure 3. Size fractionation in a polyacrylamide gel and blotting to a polyvinylidene difluoride 
membrane. (a) Normalized protein positions via vertical gel electrophoresis in 10 and 12% gels. 
(b) & (c) Blotting efficiency at 10 V for three protein species (17, 52, and 140 kDa). The cumu-
lative distribution function (cdf) and probability distribution function (pdf) were approximated 
by Gaussian distribution. (d) & (e) Blotting efficiency at 15 V for three protein species (17, 52, 
and 140 kDa).                                                                           
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3.2. Determination of Voltage Signals 
To uniformly transfer all proteins regardless of their size, BlotMan applies PWM signals with a high duty cycle 
to large proteins, and vice versa. To determine size dependent voltage signals, we first evaluated transfer effi-
ciency of varying proteins (17 to 140 kDa) under constant voltages at 5 - 15 V. We then determined a gradient 
of voltages that achieved equal transfer efficiency for all proteins. Transfer efficiency (0% to 100%) was plotted 
in a form of the cumulative distribution function (cdf), and the probability distribution function (pdf) was pre-
dicted as a time derivative of cdf (Figures 3(b)-(e)). To ease a differentiation process, we approximated cdf us-
ing a Gaussian distribution. 

For a given transfer voltage for each of the selected protein species in the range of 17 to 140 kDa, a mean 
value of the pdf predicted a mean transfer time. Namely, 50% of proteins are expected to be transferred during 
the predicted mean transfer time and all proteins are completed to be transferred in twice of the mean transfer 
time. As expected, the mean transfer time is longer for larger proteins, while the higher voltage shortens the 
transfer time (Figure 4). 

3.3. Effective PWM Voltage Signals for Generating Multiple Membranes 
Based on the relationship among transfer voltage, protein size, and mean transfer time (Figure 4), we selected 
protein size dependent voltages that achieved the same transfer efficiency for all proteins. This size dependent 
voltage was generated using PWM signals, in which the larger proteins received higher duty cycle. Using Blot-
Man with PWM signals, we generated multiple membranes from a single gel. For instance, the case for generat-
ing 2, 3, and 5 membranes from a single gel is presented (Figures 5(a)-(c)). Among 5 membranes, we evaluated  
 

 
Figure 4. Relationship among mean transfer time, protein size, and transfer voltage. (a) Mean 
transfer time as a function of transfer voltage (5, 7, 10, 12, and 15 V); (b) Mean transfer time as a 
function of protein size (26, 34, 42, 52, and 72 kDa); (c) Mean transfer time as a function of 
transfer voltage and protein size.                                                           



T. N. Truongvo et al. 

 
275 

 
Figure 5. Generation of multiple membranes from a single polyacrylamide gel. (a) Generation 
of two membranes from a single gel. (b) Generation of three membranes from a single gel; (c) 
Generation of five membranes from a single gel; (d) Variations of blotting intensities among 
five membranes from a single gel.                                                           

 
signal intensities in the blotted membranes for 8 protein species in the range of 17 to 140 kDa (Figure 5(d)). 
The result shows that signal intensities in the blotted membranes were largely uniform with an average variation 
of 5.2%. 

3.4. Improved Signal Intensity by PWM 
Signal intensity of blotted proteins is affected not only by a blotting process with BlotMan but also by electro-
phoresis in the vertical gel. We applied PWM signals to vertical electrophoresis as well as protein blotting, and 



T. N. Truongvo et al. 
 

 
276 

evaluated the effects of PWM in the vertical gel on signal intensity of blotted proteins. When the duty cycle of 
the power supply for the vertical gel was reduced from 100% to 80%, 60% and 50% without changing the aver-
age voltage at 150 V, the migration distance monotonously increased (Figure 6(a) & Figure 6(b)). The signal 
intensity (ratio of the peak height to the width at the 50% peak height) was approximately 39% larger for the 
duty cycles at 50%, 60% and 80% than that at 100% (Figure 6(c)). 

3.5. Application to Drug Development for Cancer Treatment 
In order to evaluate the capability of BlotMan, we employed two cancer cell lines (SW1353 chondrosarcoma, 
and MDA-MB-231 breast cancer) and generate five membranes from each of the two cell lines. In the first ex-
periment with SW1353 chondrosarcoma, we prepared two samples including a control sample and a sample 
treated with an agent A (copies 1 to 5). All membranes were used to detect -actin (Figure 7(a)). In the second 
experiment with MDA-MB-231 breast cancer), each of the five membranes were used to detect different pro-
teins such as c-Src, p-eIF2, eIF2, Lamin B, and -actin in the presence and absence of Agents b and c (Figure 
7(b)). Both Agents b and c up regulated the level of p-eIF2, while Agent c (not Agent b) slightly down regulated 
the level of c-Src after 4 h. The levels of eIF2, lamin B, and -actin were not significantly altered. 

4. Discussion 
This study using BlotMan demonstrates that PWM voltage signals in a vertical gel increase protein mobility as  
 

 
Figure 6. Effects of PWM on migration distance and signal intensity. (a) Migration distance of 
7 protein species in a vertical gel in response to 50%, 60%, 80%, and 100% duty cycles; (b) 
Normalized signal intensity of varying protein species. The unit intensity level corresponds to 
the case with 100% duty cycle.                                                                       
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Figure 7. Detection of protein levels in 5 membranes from a single gel using two cancer cell 
lines. (a) Detection of -actin using protein samples isolated from SW1353 chondrosarcoma cells. 
(b) Detection of c-Src, p-eIF2, eIF2, lamin B, and -actin using protein samples isolated from 
MDA-MB-231 breast cancer cells.                                                        

 
well as signal intensity. In a standard gel in this study (12% with 1.5 mm thickness) with an average voltage of 
150 V, the protein migration distance was increased significantly by 22%, 16% and 4% for the duty cycle of 
50%, 60%, and 80%, respectively (Figure 6(a) and Figure 6(b)). Compared to the case with constant voltage 
(100% duty cycle), the normalized signal intensity (sharpness of bands) was improved by 43% ± 9% (50% duty 
cycle), 38% ± 12% (60% duty cycle), and 39% ± 13% (80% duty cycle) among the protein markers (Figure 6(c)). 
In a transfer of rainbow colored protein markers, 8 proteins in the range of 17 to 140 kDa were transferred to 5 
membranes from a single gel in a uniform fashion. The overall variation in 8 rainbow colored proteins among 5 
copies was 5.2%, while the variation in antibody reactions for b-actin was 5.1% (Figure 5). 

Two examples using chondrosarcoma and breast cancer cell lines showed that BlotMan is capable of analyz-
ing 5 different protein species from a single gel without sacrificing signal intensity and quality (Figure 7). Three 
agents (Agents a-c) are drug candidates for attenuating tumor growth, and they are shown to regulate a signaling 
pathway mediated by eIF2 and its phosphorylated isoform, p-eIF2. The result clearly shows that without chang-
ing the protein level of -actin, which serves as a control, Agents b and c elevated the level of p-eIF2 after 1 and 4 
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h treatment. 
Understanding the mechanism of PWM’s action on improving protein migration as well as sharpening signal 

intensity needs further investigation [15] [16]. We observed that PWM signals uniformly elevated migration 
distance of all proteins. This elevation might be linked to the effects of pulsed-field electrophoresis, which was 
originally developed to achieve size-dependent migration of large DNA molecules [17]. Although signal inten-
sity was improved for all proteins, a degree of improvement differed among proteins. The observed difference 
may result from protein size or protein conformation. 

Bluetooth technology has been rapidly utilized in the biomedical field because of the growing number of 
smart phone users [18] [19]. As a safe and effective method to exchange data for wireless personal area net-
works in short distance, it excellently matches BlotMan’s user environment. Compared to the alternative WIFI 
(IEEE802.11x) technology, advantages of Bluetooth technology include its low power consumption, easy usage, 
low costs, and reduction in hardware requirements. To our knowledge, BlotMan is the first blotting device that 
employs Bluetooth technology for controlling protein transfers. We designed a user-friendly BlotMan applica-
tion tool to facilitate the experimental procedure (i.e., gel electrophoresis, multi-blot, and power determination). 
For a multi-blot procedure, for example, the first step is to collect experiment information from the user and 
calculate PWM voltage signals. The second step is to generate the command and send it to the controller through 
Bluetooth. When the controller receives the request message, it sends back a response and initiates blotting. The 
third step is to monitor the blotting status and guide the user to conduct the blotting process. 

In order to improve PWM voltage signals and further enhance BlotMan’s capability, we may need to evaluate 
the effect of PWM frequency (in Hz). In this study, we employed 1 Hz but other frequencies may provide better 
transfer efficiency and signal intensity. In summary, we presented the improved multi-blot Western device, 
BlotMan, which has a novel interface with a smart phone. Compared to conventional Western blot devices, 
BlotMan is capable of shortening a transfer time, sharpening protein bands, and generating multiple membranes 
from a single gel. The device has a user-friendly interface, including a smart-phone linked controller that is ac-
tivated with Bluetooth technology. Sharpening protein bands is particularly important to elevate a signal-to- 
noise ratio and maker are proteins at a low concentration detectable after antibody reactions. Two examples with 
chondrosarcoma and breast cancer cells validated uniform and clear protein signals in 5 membranes. We expect 
that BlotMan will contribute to improving blotting quality and saving samples, time, and costs in protein analy-
sis. 
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