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Abstract 
Background: Despite the popularity of autologous fat transfer applications, high resorption rates, 
and consequential volume loss, have been reported. Viable adipocyte content has been defined as 
a key determinant of fat transfer longevity. Moreover, traces of blood, free oil fat and fibrotic tis-
sue accelerate adipocyte degradation. Objective: To compare the effectiveness of a 1470 nm, radial 
emitting laser-assisted liposection device to a mechanical liposection device in maintaining adi-
pocyte viability in fat tissue harvests. Methods: Bilateral subcutaneous adipose tissue samples 
were harvested from ten female patients. Fat was harvested from one side using the LipoLife la-
ser-assisted liposuction device and from the other side with a Byron mechanical aspirator. Sam-
ples were visually analyzed and blood:fat ratios and cell viability were determined. Results: La-
ser-harvested samples separated into two distinct phases, with a negligible blood phase at the 
bottom (1.1%) and a significant adipose phase at the top (98.9%), containing small, uniform-sized 
cells, of which 95.7% ± 2.7% proved viable. Mechanically harvested samples separated into blood 
(18%), adipose (60%) and lipid (22%) phases. The adipose phase contained significant amounts 
of connective tissue, large adipose tissue fragments, large oil droplets and a mean 79.7% ± 18.3% 
viable adipocytes. Conclusions: Laser liposuctioning was superior to mechanical liposuctioning, 
providing both higher cell viability and enhanced sample quality. The 1470 nm diode laser bears 
the potential of improving long-term clinical outcomes of fat transfer procedures. Improved purity 
of the harvested sample and heightened preadipocyte content are projected to provide for ex-
tended graft longevity. 
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1. Introduction 
The dramatic evolution of contemporary plastic surgery has brought liposuction to become the fifth-most popu-
lar aesthetic procedure performed in Britain in 2014, with a 7% rise in prevalence from the preceding year [1]. 
The procedure is performed to recontour defects of a spectrum of severities and, when harnessed toward auto-
logous fat transfer applications, supports tissue reconstruction, radiation-induced necrosis of the chest wall, 
breast augmentation, volume enhancement in the facial area and wrinkle repair [2]. Autologous fat transfer cir-
cumvents complications associated with allogenic fillers and implants, is more readily available, more cost-ef- 
fective, incurs minimal donor-site morbidity and provides a more durable outcome [3]. The constantly improv-
ing fat injection techniques have transformed autologous fat transfer into a minimally invasive, outpatient pro-
cedure. 

However, highly variable resorption rates have been reported, averaging 45% graft weight retention within 
one year of transplantation [4] [5], where volume loss as high as 70% has also been reported [6] [7], lending to 
overcorrection and reinjection sessions, and subsequent fat necrosis and calcification. Peer et al. established that 
the viable adipocyte content is the key determinant of fat transfer longevity [8]. Thus, minimization of the lique-
fied fat and serosanguinous fluid in the fat sample, increases the relative ratio of viable adipocytes, preventing 
early resorption as well as inflammatory reactions [9] [10]. Furthermore, while injection of fat specimens with 
high fibrous tissue content provides an immediate volumizing effect, postsurgical fibrosis positively correlates 
with adipocyte absorption and a short-lived clinical effect [11] [12]. Moreover, traces of blood, free oil fat and 
fibrotic tissue in transferred fat are said to accelerate adipocyte degradation [11], via increased inflammatory 
responses to the graft [13]. Thus, the ideal fat graft, containing a high adipocyte count and low contaminant 
content, has been the focus of harvesting optimization efforts for decades. Isolation solutions designed to max-
imize cell yield and viability, will inevitably ensure more durable clinical results and reduce the need for correc-
tion procedures. 

As laser-assisted liposuction has often been charged with detrimental effects on cell viability, continuous ef-
forts are being invested in design of a device that can maximize viable adipocyte yields. This study presents ex-
perience with a novel laser liposuction device featuring a 1470 nm diode laser and a radial emitting fiber. Spe-
cimen content and preadipocyte cell viability when harvested via laser-assisted lipolysis versus mechanical li-
posuctioning were compared. Laser-assisted liposuction proved more effective in preserving preadipocyte via-
bility, while ensuring as fewer blood and connective tissue contaminations in the collected adipose tissue. 

2. Materials and Methods 
Donors: Human subcutaneous adipose tissue samples were obtained from the abdomen, thighs and inner 

thighs of 10 female subjects who had provided informed consent. All procedures were performed under general 
anesthesia and the average volume aspirated was 1.5 liters. Maximum aspired material was 3.5 liters. Minimum 
was 600 cc. 

Surgical procedure: Patients were prepped with betadine. Saline, supplemented with lidocaine 20% (30 cc 
per liter saline) and adrenaline (0.5 ml per liter saline) was introduced to the treated area via mechanical infusion 
(Byron Medical Inc.). Standard puncture holes were made at the treated areas with a #11 surgical blade, to allow 
fat laser aspiration. The ratio of injected liquid (Tumescent) to aspirated material was 2:1. For fat aspiration, 
Mercedes 3 mm and 4 mm cannulas specially designed with a swivel handle (LipoLife, Alma Lasers) were used. 
The 1470 nm, 600 micron, radial emitting laser fiber (Alma Lasers, Ltd.) was advanced through the cannula and 
positioned in the center of the distal opening of the cannula. 

Mechanical aspiration was then performed on the opposite side and by the same physician using 3 mm - 4 mm 
Mercedes liposuction cannulas (Byron Medical Inc.). Temperature in the treated area was measured throughout 
the procedure and was maintained below 40˚C. 

Adipose tissue harvesting: Fat samples were collected with a laser-assisted liposuction device (LipoLife, Al-
ma) from one side of the patient and with a mechanical liposuction device (Byron) from the other side of the pa-
tient. Samples were not manipulated or washed in any way and were allowed to stand at room temperature to 
allow for phase separation. Samples were analyzed within 12 hours of collection. 

Calculation of fat:blood phase ratios: The following formulation was applied to calculate the ratios between 
the phases into which specimens separated following liposuction: 
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Cell yield, viability and morphology: Viable cell yield after isolation was determined using the trypan blue 

staining test. To assess the number of stem cells, the adherent cells were removed by proteolysis with trypsin C 
(Biological Industries, Israel). Cells were then stained with 0.4% trypan blue solution (10 μl cells: 10 μl dye) 
and counted in a hemocytometer, viewed under a phase contrast microscope (Nikon). Duplicates samples from 
each specimen were evaluated. In addition, cell diameter, and connective tissue content were visually estimated. 

Preadipocyte isolation: Preadipocytes were isolated after tissue harvesting. Fibrous structures and visible 
vessels were removed, and then washed up to seven times in phosphate-buffered saline (PBS) (Biological indus-
tries, Israel). After centrifugation (300 g, 10 min) the tissue pellet was enzymatically digested with 2 mg/mL 
collagenase Type I (Sigma-Aldrich) dissolved in an equal volume of PBS solution (37˚C, 60 min). Collagenase 
was inactivated with 10% fetal bovine serum (FBS) (Biological Industries, Israel), followed by redistribution of 
the mixture into 50 ml conicals and centrifugation (1000 g, 10 min) to separate the oil and remaining fat lobules 
from the stromal vascular fraction (SVF). The red blood cells in the SVF pellet were then lysed in 160 mM 
NH4Cl (room temperature (RT), 10 min). The sample was then washed twice in PBS and centrifuged (300 g, 5 
min, RT). The adherent cell population was then isolated by culturing the cells overnight in flasks (DMEM F-12, 
10% fetal calf serum, 2 mM L-Glutamine, 0.1% penicillin/streptomycin (Biological Industries, Israel)). The 
non-adherent cells and debris were washed away with PBS and the adipose stem cells were grown and expanded 
as monolayers. Cell viability was determined using trypan blue. 

Statistical analysis: Comparative analyses between mechanical liposuction samples and laser liposuctioned 
samples were performed. Mean values and standard deviations are presented. Significance was determined using 
a one-sided Student’s T-test. 

3. Results 
3.1. Phase Separation of Collected Samples 
Samples harvested using laser lipolysis separated into two distinct phases, with a blood phase at the bottom of 
the canister, that contained only a small amount of blood, and a smooth, uniform, yellowish-pink adipose tissue 
phase at the top (Figure 1(a)). This latter phase consisted primarily of adipose cells, a minimal amount of con-
nective tissue and very small lipid droplets (10 - 30 μm diameter; Figure 2). Samples harvested by mechanical 
liposuction, separated into three distinct phases, which included, a blood phase at the bottom of the canister, 
adipose tissue phase in the middle and an oil phase at top (Figure 1(b)). The adipose tissue phase contained a 
significant amount of connective tissue, large adipose tissue fragments and large droplets (diameter 20 μm - 100 
μm, Figure 2). 

3.2. Blood:Fat Ratios  
The blood, lipid droplets and adipose tissue phases of samples collected via mechanical liposuction comprised 
approximately 18%, 22% and 60% of the total sample, respectively. In contrast, laser liposuction samples sepa-
rated into a 1.1% blood phase and 98.9% adipose tissue phase (Figure 1). These calculations were further sup-
ported by the significantly higher red blood cell content observed in samples collected by mechanical liposuc- 
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(a)                                 (b) 

Figure 1. Human fat tissue aspirates Specimens were collected by (a) Laser 
lipolysis or (b) mechanical liposuction and separated into two and three phas-
es, respectively.                                                       

 

 
(a)                                 (b) 

Figure 2. Microscopic analysis of the adipose phase of fat tissue aspirates Fat 
specimens were collected by (a) laser lipolysis or (b) mechanical liposuction 
and observed under a phase contrast microscope. The diameter of lipid drop-
lets in the laser lipolysis-collected samples was much smaller than in me-
chanical liposuction samples (yellow arrows) (Magnification ×100).          

 
tion (Figure 3(b)). 

3.3. Cell Viability 
Cell viability in the tissue harvested by mechanical liposuction (n = 9) was 79.7% ± 18.3%, while the laser lipo-
suction samples (n = 10) consistently contained more viable cells, averaging 95.7% ± 2.7% per sample (Figure 
4, Table 1, one-sided T-test p = 0.005). 

3.4. Stem Cell Isolation from Adipose Tissue 
There were no significant differences in the number of viable stem cells isolated from adipose tissue harvested 
by way of laser liposuction vs. mechanical liposuction, although typical morphological features were better 
maintained among cells obtained by way of laser liposuction (Figure 5). 

3.5. Trauma Induced by Laser versus Mechanical Liposuction 
Laser liposuction decreased likelihood of burns and internal scarring, while the rounded cannula tip minimized 
tissue trauma (Figure 6) when compared to mechanical liposuction. Following mechanical liposuction, hemorr-
hages were still observed one week after treatment and more subcutaneous scarring was apparent. 

4. Discussion 
While no consensus has been reached regarding the best means of obtaining fat samples, it is largely agreed that 
long-term clinical effectiveness of adipose tissue grafts is heavily contingent upon the overall ratio of viable  
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(a)                                 (b) 

Figure 3. Adipose phase, trypan blue-stained specimens Fat specimens were collected by (a) laser lipolysis 
or (b) mechanical liposuction and stained with trypan blue before being observed and counted under a 
phase-contrast microscope. Viable cells (yellow arrows) have a clear cytoplasm whereas nonviable cells have 
a blue-stained cytoplasm (black arrows). Red blood cells are indicated by red arrows and were more preva-
lent in the mechanical liposuctioned specimens.                                                        

 
Table 1. Cell viability in the adipose phase of harvested adipose tissue samples.                                             

Sample # Laser Mechanical 

1 98% 96% 

2 96% 92% 

3 96% 91% 

4 95% 50% 

5 96% 66% 

6 99% 88% 

7 95% 55% 

8 96% 90% 

9 96% 89% 

10 90%  

Average 95.7% 79.7% 

SD 2.36 18.33 

 
adipocytes [8]. Over the years, the various liposuction techniques have been refined, in efforts to minimize me-
chanical and ischemic trauma, incidence of fat and pulmonary emboli, and reduced hemoglobin levels, and to 
enhance both short- and long-term specimen viability [14]. Laser-assisted liposuction induces both thermal and 
micromechanical lipolysis of the adipose tissue, improving skin contraction and reducing the need for traumatic 
aspiration forces and pressures and consequential patient pain [15], blood loss [16], hematomas and overall risk 
[17]. The added thermal component, overcomes the key limitation of mechanical liposuction, by melting con-
nective tissue, coagulating vasculature, and stimulating neocollagen deposition, promoting skin contraction at 
the treatment site [17] [18].  

The presented LipoLife device was designed with a 1470 nm diode laser, illuminating tissues at a wavelength 
effectively absorbed by cellular water, rendering it ideal for soft tissues by reducing the risk of tissue burn. In 
addition, its radial emitting fiber reduces the emission intensity in the surgical region, with decreased likelihood 
of burns and internal scarring, while the rounded cannula tip minimizes tissue trauma (Figure 5). In contrast, 
flat-tipped fibers deliver very high power densities, while the radial fiber delivers approximately 1/10 the power 
density. 

This study demonstrated that laser liposuction of fat tissue with the LipoLife device, provides an ultimate and  
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Figure 4. Cell viability in adipose phase samples Fat specimens were col-
lected by laser lipolysis (n = 10) or mechanical liposuction (n = 9) and stained 
with trypan blue before being counted in a hemocytometer. The results 
represent the average of the samples ± standard deviation.                         

 

 
(a)                                 (b) 

Figure 5. Morphology of stem cells isolated from adipose tissue collected by 
laser lipolysis versus mechanical liposuction Adipose tissue (20 ml) was 
grown in a flask, as described in the methods section and photographed after 
three days in culture.                                                  

 

 
(a)                                 (b) 

Figure 6. Trauma induced by laser versus mechanical liposuction Photo-
graphs taken one week after treatment with (a) laser liposuction and (b) me-
chanical liposuction.                                                      
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consistent source of preadipocytes, surpassing the quality and viability obtained by mechanical liposuction. The 
consistently higher cell yield, integrity and viability suggest that this extraction method avoids cell damage to 
the aspired adipose tissue. In addition, the low fibrous and blood, further promotes the clinical value of this har-
vesting method, by both minimizing patient risk and maximizing the potential of the preadipocyte specimen. 
Furthermore, the LipoLife laser liposuction harvesting yielded a more homogenous sample with less variable 
and more predictable results, as demonstrated by the uniform lipid droplet size and the lower standard deviations 
between samples, respectively. Overall, the improved purity of the harvested sample and heightened preadipo-
cyte content, are projected to provide for extended graft longevity, reducing the incidence of overcorrection, and 
the need for repeat grafting and recontouring sessions. In addition, the high-quality samples bear significant po-
tential in regenerative laboratories and in various clinical applications founded on the progenitor cell content in 
adipose tissue [19]. These early findings warrant further study of the functional advantage of the isolated speci-
mens. 
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