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ABSTRACT 

Introduction: Perioperative hypothermia in cardiac surgery is associated with adverse outcome. The aim of this inves-
tigation was to study whether an underbody forced-air warming blanket during coronary artery bypass graft surgery 
with normothermic cardiopulmonary bypass can prevent postoperative hypothermia. Methods: After Medical Ethics 
Committee approval, 60 low-risk cardiac surgery patients at random were assigned into a group that received standard 
thermal care management (control group n = 30) and a group that received the underbody forced-air warming system 
plus the standard thermal care (intervention group n = 30). Results: The temperature after-drop from the end of cardio-
pulmonary bypass to arrival in the ICU was less in the intervention group versus control group (0.4˚C ± 0.3˚C vs 0.6˚C 
± 0.4˚C; P = 0.027). Out of the intervention group, 27 patients arrived in the ICU with a bladder temperature  36˚C 
(90%) as compared to 14 patients (46.7%) from the control group (P < 0.001). The peripheral temperature was signifi-
cantly higher in the intervention group as compared to the control group (P < 0.001). Conclusions: A full underbody 
forced-air warming blanket prevents postoperative hypothermia in normothermic coronary artery bypass graft surgery 
patients.  
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1. Introduction 
Cardiac surgery with near-normothermic cardiopulmo- 
nary bypass, remains associated with early postoperative 
hypothermia due to the drop in core temperature after 
termination of cardiopulmonary bypass [1].  

The combination of anesthesia-induced impairment of 
thermoregulatory control and the exposure to a cool op- 
erating room environment are the main reasons for de-
veloping operative and postoperative hypothermia. Al- 
though hypothermia reduces basal metabolic rate, thereby 
potentially decreasing the risk of tissue hypoxia and is- 
chemia [2], numerous studies have shown that periopera- 
tive hypothermia is associated with adverse postoperative 
outcome such as, shivering, coagulopathy with increased 
transfusion requirement, impaired immune response, 
wound infection, cardiac morbidity, prolonged drug me- 
tabolism and higher costs of care [2-9]. Maintaining pe- 

rioperative normothermia is therefore important. Cover- 
ing patients with forced air-warming systems has been 
reported to be the preferable method to maintain nor-
mothermia during prolonged surgery [2].  

An underbody forced warm-air blanket was developed 
in order to prevent postoperative hypothermia. The pri- 
mary aim of this study, as part of a quality improvement 
project, was to test the hypothesis that the use of this 
blanket would lead to a decrease in the occurrence of 
hypothermia after completion of elective coronary artery 
bypass graft surgery with normothermic cardiopulmon- 
ary bypass.  

2. Materials and Methods 

Within regulations of the Hospitals’ Medical Ethics Com- 
mittee, 60 consecutive patients who underwent elective 
coronary artery bypass graft surgery were at random as-
signed to two groups: the intervention group, receiving *Corresponding author. 

Copyright © 2012 SciRes.                                                                               OJAnes 



Effectiveness of an Underbody Forced Warm-Air Blanket during Coronary Artery Bypass Surgery in the Prevention  
of Postoperative Hypothermia: A Prospective Controlled Randomized Clinical Trial 

66 

an underbody forced warm-air blanket and standard ther- 
mal care (n = 30) and a control group receiving standard 
thermal care (n = 30).  

Exclusion criteria included off-pump coronary artery 
bypass graft surgery, patients requiring an intra-aortic 
balloon pump, emergency surgery, a body mass index 
(BMI) of 40 Kg·m–2 and fever (≥38.5˚C).  

Anesthesia management was standardized and con-
sisted of total intravenous anesthesia with propofol and a 
short-acting opioid. Routine heat conservation methods 
were applied in both groups and included draping of the 
patients, use of an infusion fluid warming system (Ari-
zant Irrigation Warming Unit Model 24500) and nor-
mothermic heart-lung machine management aiming at 
~36.5˚C with a peripheral-to-core temperature gradient 
of less than 3˚C. Core temperature was measured with a 
bladder catheter (Foley catheter, Rüsch Sensor Serie 400 
Silicone, Willy Rüsch AG, Kernen, Germany). The op-
eration room temperature was standard at 18 degrees 
Celcius. The intervention group was additionally treated 
with an active full underbody forced warm-air system 
(Bair Hugger full-access underbody blanket Model 635 
and Model 750 base unit, Arizant Healthcare, Eden Prai-
rie, MN, USA), which was set at 43˚C at the end of per-
fusion until departure from the operating room. Bladder 
temperature was measured at different time points: T1 
—end of perfusion, T2—sternal closure, T3—departure 
from the operating room, T4—on arrival in ICU.  

The use of inotropes, vasoconstrictors and nitrates was 
not significantly different between groups. 

Statistical Analysis 

Baseline variables and surgical data between the two 
groups were examined for statistical differences using an 
independent-samples t-test. General Linear Model (GLM) 
with repeated measures was used to investigate the ef- 
fects of the two different patient-warming techniques. 
Analyses were performed with group (two groups) as 
between variable, and time (four (and three) time points 
for the temperature measurements) as within variable. 
The individual time points for temperature measurement 
were tested for significance for between group differ- 
ences using independent-samples t-test. Secondary out- 
come measures such as temperature after-drop or shiver- 
ing were tested using an independent-samples t-test or 
Chi-square in case of parametric or nonparametric data 
respectively. Differences were considered significant at 
P-values less than 0.05. All data are presented as mean ± 
standard error of the mean. Statistical analyses were per- 
formed using SPSS 15.0 for Windows®. Sample size was 
estimated using data from our hospital for CABG surgery 
patients (temperature upon arrival in the ICU 35.4˚C ± 
0.7˚C) with an expected increase of 1.0˚C after instal- 

ment of the warming device [10]. Thirty patients per 
group would provide 80% power at the 0.05 significance 
level to detect a 1˚C core-temperature difference in the 
two treatment groups. The estimates for the sample size 
are similar to those referred to in the literature [11].  

3. Results 

Demographic data were similar in both groups, except 
for age (Table 1). The mean age in the intervention group 
was higher than in the control group (70 yr  8 yr vs 65 
yr  11 yr, P = 0.032). The number of grafts, perfusion 
time and cross-clamping time were similar in both groups. 
The number of patients arriving in ICU with a bladder 
temperature  36˚C was significantly higher in the inter- 
vention group than in the control group, 27 patients (90%) 
vs 14 patients (46.7%) respectively (P < 0.001) (Figure 
1). The effect of additional temperature management 
with the active full underbody forced warm-air system in 
the intervention group vs routine thermal management in 
the control group on bladder temperature at the different 
time points is shown in Figure 2. Intervention and con- 
trol group had a similar bladder temperature at the end of 
CPB, T1 (36.7˚C ± 0.3˚C vs 36.5˚C ± 0.2˚C, respectively; 

Table 1. Baseline patient characteristics of control and in-
tervention group. 

 
control group 

(n = 30) 
intervention group 

(n = 30) 
P-value

age (year) 65  11 70  8 0.032*

male/female (%) 26/4 (86/14) 22/8 (73/27) ns 

weight (kg) 80  13 80  12 ns 

height (cm) 175  8 171  8 ns 

BMI (kg/m2) 26  3 27  4 ns 

no. of grafts 4  1 4  1 ns 

perfusion time (min) 73  22 77  19 ns 

cross clamp time (min) 46  15 52  15 ns 

Data are presented as mean SD or in percentages; * = significant if P < 0.05; 
ns = not significant. 

 

Figure 1. Core temperature upon ICU arrival between the 
control and the intervention group. Number of patients are 
shown. P < 0.001. 
NS). The core temperature in the intervention group was 
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significantly higher compared to the control group at T2 
—sternal closure (36.5˚C ± 0.3˚C vs 36.2˚C ± 0.3˚C; P < 
0.001), T3—departure from OR (36.5˚C ± 0.3˚C vs 36.0˚C 
± 0.3˚C; P < 0.001), T4—arrival in the ICU (36.2˚C ± 
0.3˚C vs 35.8˚C ± 0.4˚C; P < 0.001). The peripheral tem- 
perature in the intervention group was significantly higher 
as compared to the control group as shown in Figure 2. 
There was even a slight increase in the peripheral tem-
perature from time point T1 to T2 in the intervention 
group. 

The results of the secondary outcome measures are 
displayed in Table 2. While the time-interval, between 
the end of CPB and arrival in the ICU, was similar in 
both groups ((58 ± 10) minutes vs (55 ± 14) minutes; 
NS), the drop in temperature between the two groups was 
significantly less in the intervention group (0.6˚C ± 0.3˚C 
vs 0.4˚C ± 0.3˚C; P = 0.027). 

Neither hemoglobin levels on arrival in the ICU (In-
tervention- vs control-group, Hb (5.7  0.6) mol/L vs 

 

 

 

Figure 2. Effect of additional warmth management in the intervention group versus routine thermal management in the con-
trol group: on patients core temperature (top) during coronary artery bypass grafting at time points T1-T4 (with P-values < 
0.05 at T2-T4) and patients peripheral temperature during coronary artery bypass grafting at time points T1, T2 and T4. 
(With P-values < 0.05 at T1, T2 and T4). 

Table 2. Main secondary outcome results. 

 control group (n = 30) intervention group (n = 30) P-value 

after-drop time (min) 55 ± 14 58 ± 10 ns 

after-drop temp. (˚C) 0.61 ± 0.4 0.42 ± 0.3 <0.027* 

no. patients arriving ≥ 36˚C (%) 14 (47%) 27 (90%) <0.001* 

time arrival ICU till 36˚C (min) 59 ± 61 8 ± 25 <0.001* 

temperature at extubation (˚C) 37.9 ± 0.5 37.8 ± 0.7 ns 

time at extubation (min) 421 ± 174 368 ± 149 ns 

D     
ata are presented as mean SD or in percentages; * = significant if P < 0.05; ns = not significant. 
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(5.9 ± 0.9) mol/L), nor the total postoperative bloodloss 
was significantly different for both groups (Intervention- 
vs control-group, (812 ± 314) mL vs (725 ± 244) mL). 
Both groups received a comparable number of packed red 
blood cells. 

4. Discussion 

The use of an intra-operative underbody forced warm-air 
blanket significantly reduces the incidence of mild post-
operative hypothermia in the early postoperative period 
in patients undergoing coronary artery bypass grafting 
with normothermic cardiopulmonary bypass.  

The results of our study, however are not in concor-
dance with the results from a study by Insler and Engelen 
[11,12]. Insler et al. investigating an underbody forced-air 
warming system during near-normothermic on-pump 
cardiac surgery (35˚C) concluded that the warming blan- 
ket significantly increased the temperature before CPB 
but not after CPB. They observed that patients undergo-
ing near-normothermic thermal management did not be-
come hypothermic in the first postoperative hours. They 
discussed that incomplete rewarming of peripheral tis-
sues after CPB manifests as a large core-to-peripheral 
temperature gradient. A large core-to-peripheral tempera- 
ture gradient results in a rapid temperature after-drop as 
heat redistributes from the core compartment to periph-
eral tissues as was observed in the study by Rajek et al. 
[13]. Maintaining a near-normothermic CPB-temperature 
decreases the core-to-peripheral tissue gradient and in 
this manner decreases the after-drop in temperature. Since 
the patients in the control-group in their study had a very 
small after-drop in temperature, that was not significantly 
different from the intervention-group, they concluded 
that the warming-device did not actively prevent the af-
ter-drop in temperature in the postoperative period.  

In our study, the peripheral temperature at separation 
from CPB was significantly higher in the intervention 
group and there was an initial slight increase in the pe-
ripheral temperature (Figure 2) in this group. The core- 
to-peripheral temperature gradient at separation from the 
CPB was significantly smaller in the intervention group 
(1.1˚C versus 2.2˚C). From these observations we con-
cluded that the underbody forced warm-air blanket did 
contribute to the maintenance of the patients core and 
peripheral temperature after separation from the CPB. 

Engelen et al. investigating an underbody forced-air 
warming system during near-normothermic (35˚C - 38˚C) 
on-pump cardiac surgery concluded that during the post- 
CPB period the decrease in core temperature on arrival in 
the ICU (35˚C) still mandated rescue warming of the 
patients [12]. They concluded that the patients tempera-
ture in the post-CPB period is largely determined by the 

patients temperature at termination of CPB. 
We agree with the authors that the level of the core 

temperature at separation from CPB is of influence on 
the patients core temperature in the post-CPB period. 
Normothermic or near-normothermic CPB means main-
taining a core temperature below 37˚C, the patients’ 
normal core temperature. The smaller the difference in 
absolute core temperature after separation from the CPB 
and the normal homeostatic strive temperature of the 
body, the less the patients temperature regulation mecha-
nisms have to work in order to increase the bodies core 
temperature and the less time it takes to reach 37˚C.  

Several reports have shown that even mild periopera-
tive hypothermia causes evident postoperative thermal 
discomfort [14,15]. Patients have consistently indicated 
that feeling cold postoperatively was the worst part of 
their hospitalization, sometimes rating it even worse than 
surgical pain. Given the appropriate efforts to treat sur-
gical pain, it would seem appropriate to prevent and treat 
thermal discomfort [3,16]. It is considered standard care 
in this clinical setting to sedate patients who experience 
thermal discomfort until they are rewarmed.  

All secondary results did not differ significantly be-
tween groups. However, this study was only powered for 
the primary outcome variable, and a larger patient sample 
is needed to investigate the effect of warmth management 
on parameters of post-operative management. Postopera- 
tive blood loss for instance, as a marker of hypothermic 
coagulopathy, was similar in both groups. Evidently, 
much larger patient groups are necessary to study an ef-
fect of mild hypothermia on coagulation and blood loss. 

The relative contribution of warming devices in main-
taining normothermia increases with age as intrinsic ther- 
moregulatory control decreases with age [17,18]. In the 
present study, the patients in the Intervention group were 
significantly older than in the control group. This could 
have negatively affected the speed of rewarming in the 
Intervention group. This suggests that the beneficial ef-
fect of the mattress on thermoregulation in the Interven-
tion group could have been even more favourable as 
compared to the control group in this study. Since most 
identified hypothermia-induced complications are estab-
lished intraoperatively, patients should be warmed during 
surgery rather than allowed to cool down and then be 
“rescued” and warmed postoperatively [3,19]. This study 
shows that additional warmth management with a full 
underbody forced warm-air system, applied in the oper-
ating room to patients undergoing normothermic coro-
nary artery bypass surgery, prevents mild hypothermia 
and makes the use of active rewarming devices in the 
early postoperative phase unnecessary. This evidently 
contributes to the cost-effectiveness of using active heat-
ing devices in the perioperative period. 
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In summary, normothermic CPB results in a higher 
core temperature (around 36˚C) and a small peripheral- 
to-core-gradient at separation from CPB. Maintaining a 
high peripheral temperature and a small peripheral-to- 
core-gradient definitely contribute to the prevention of 
the after-drop in core temperature. The inevitable de-
crease of the peripheral temperature, increase of the pe-
ripheral-to-core-gradient, and therefore drop in core tem- 
perature in our study is diminished by the use of the un-
derbody forced warm-air blanket.  
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