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Abstract 
Background: The SpineNav3DTM technology was recently incorporated in 
the Accuro device for the automatic detection of spinal bone landmarks. The 
goal of our study was to validate the ability of the Accuro ultrasound scanner 
to detect the distance from skin to epidural space by comparing it to the gol-
den standard (the standard ultrasound). The secondary end-point was the in-
ter-rater agreement between an expert anesthesiologist and a novice trainee in 
determining the epidural space depth with the Accuro device. Methods: 96 
consecutive healthy volunteer parturients at term had their lumbar area 
scanned for the measurements of the depth of the epidural space (recorded in 
cm) by two anesthesiologists. The expert investigator made the measurements 
with both the standard ultrasound and the Accuro devices, and the trainee 
made the measurements with the Accuro device only. Results: There were no 
differences in the mean depth of the epidural space as measured by the expert 
or the novice investigator with both the devices (standard ultrasound and 
Accuro) in both positions (sitting and lateral) at any intervertebral level with a 
difference less than 0.25 cm. Conclusion: We have demonstrated that this 
handheld ultrasound system with 3D spine navigation technology can auto-
matically identify the key neuraxial landmarks within ultrasound images of 
the lumbar spine acquired in the transverse plane and measure the epidural 
depth with the same accuracy as the standard ultrasounds. We have also 
demonstrated that the measurements may be rapidly and adequately obtained 
by a novice who had never previously used ultrasounds. 
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1. Introduction 

The most commonly used ultrasound procedure to identify intervertebral spaces 
is the pre-puncture technique, which has been shown to be helpful in achieving 
correct epidural placement, especially for teaching purposes and in the obese 
parturient [1] [2] [3] [4] [5]. However, evidence on ultrasound-guided identifi-
cation of the epidural space in pregnancy is still limited and this technique is not 
commonly used as a routine tool to detect the epidural space in obstetrics since 
the visibility of the ligamentum flavum, of the dura mater and of the epidural 
space decrease significantly during pregnancy [6]. 

In addition to financial constraints, the low availability of a dedicated ultra-
sound machine and the perceived poor evidence of its benefits, means that the 
routine use of ultrasounds for the identification of the epidural space is still 
heavily dependent on the user’s familiarity and skill with ultrasonography [7]. 

The SpineNav3DTM technology has been recently developed to facilitate im-
age interpretation of individual 2D lumbar spine scans by automating spinal 
bone landmark detection and depth measurements and providing a real-time 
assessment of scan plane orientation in 3D in a pocket-sized, battery operated 
ultrasound instrument, the Accuro [8]. 

This technology is able to provide some basic information such as detecting 
the bone landmarks and measuring the depth of the epidural space and was able, 
in a preliminary report, to accurately predict the Touhy needle depth to epidural 
space [9]. 

We decided to undertake this study to evaluate the concordance of the values 
provided by the Accuro with those obtained by a standard ultrasound machine. 

The primary aim of our study was to test the accuracy of the Accuro device in 
determining the depth of the epidural space by adopting a midline approach us-
ing as comparator the measurement obtained with the standard ultrasound de-
vice by an expert operator. The secondary end-point was the inter-rater agree-
ment, or concordance, between an expert anesthesiologist and a novice trainee 
who had never used an ultrasound device to determine the epidural space depth. 

2. Methods 

The local ethics board approved the study which was registered at Clinical Trials. 
gov with the identifier NCT03164369. The study population consisted of 96 
consecutive healthy parturients at term, who volunteered and gave their written 
informed consent to be investigated with lumbar ultrasounds during their ante-
natal anesthetic consultation. 
This prospective, semi blinded study was conducted at the department of Anes-
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thesia of the Città di Roma Hospital, Roma in May 2017. 
All the ultrasound scans were conducted by the same two investigators. 
This manuscript adheres to the applicable Equator Guidelines and the study 

followed the Guidelines for the safe use of diagnostic ultrasound equipment 
(ALARA). 

For the purpose of the study we used an Accuro® device (Rivanna Medical, 
LLC, Charlottesville, VA - USA) which incorporates a 5 MHz probe, and two 
portable ultrasound machines in B-Mode: GE Logiq Book XP® (Soma Technol-
ogy Inc., Bloomfield, CT - USA) and My Lab 25® (Esaote, Genova-Italia) using 
two 2 - 5.5 MHz convex probes. 

All the subjects had their lumbar area scanned for the measurements of the 
depth of the epidural space (recorded in cm) defined as the distance from the 
skin to the posterior complex (ligamentum flavum, epidural space, and posterior 
dura) by two anesthesiologists, one expert in ultrasound and the other a novice,a 
trainee in anesthesia, who had never used an ultrasound machine or been pre-
viously instructed in the use of the Accuro device. 

In order to identify the intervertebral levels, the expert investigator, using the 
standard ultrasounds, moved the proble cephalad to obtain the classic hypere-
choic saw-like image representing the articular processes, and counted the in-
terspaces upward till the desired interspace. At this time, the study started using 
the transverse scan. 

All parturients were examined in both the sitting and the lateral position at 
L2-L3 and L3-L4 intervertebral levels previously identified by the expert investi-
gator. 

The expert investigator made the measurements with both the standard ul-
trasound and the Accuro devices, the trainee made the measurements with the 
Accuro device only. 

Both the investigators were blinded to the other’s measurements. 
The midline was identified with the standard ultrasound machine, by a convex 

probe 2 - 5 MHz, to identify the L2-L3 and L3-L4 interspaces and to obtain the 
view of the complex formed by the ligamentum flavum-dura mater allowing the 
measurement of the depth of the epidural space. 

With the Accuro device the midline was obtained by moving the device left or 
right and/or upwards and downwards to ensure the mid-line indicator was cen-
tered on the imaging screen. Thereafter the device was moved along the lumbar 
region until the interlaminar space and the epidural depth were automatically 
identified and measured at the desired intervertebral level (Figure 1 and Figure 
2). 

3. Power Calculation 

Assuming a Type I error rate of 5% (α = 0.05) and a Type II error rate of 20% (β 
= 0.2), a minimum of 76 subjects were required for this study to detect a maxi-
mum difference of 0.25 cm in the measurement of the distance between the skin  
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Figure 1. Graphics rendered to the Accuro screen by the CAD algorithm to indicate that 
the image contains a spinous process. Also shown are depth and midline indicators, along 
with a bird’s-eye view of the 3D spine model. The blue number is the depth to the spinous 
process tip (in centimeter). 
 

 
Figure 2. Graphics rendered to the Accuro screen by the CAD algorithm to indicate that 
the image contains an epidural space. Also shown are depth and midline indicators, along 
with a bird’s-eye view of the 3D spine model. The orange number is the depth to the epi-
dural space (in centimeter). 
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and the epidural space between the two devices (standard ultrasound and Accu-
ro). 

4. Statistical Analysis 

Normality tests, Shapiro-Wilk and Lilliefors (Kolmogorov-Smirnov), were used 
to check if the variables were normally distributed. The T-test was used to com-
pare standard ultrasound scanner measurements with those of the Accuro ul-
trasound scanner and the difference between the measurements made with the 
Accuro by the expert and the beginner both in the sitting and lateral position. 

The Bland-Altman plot was used to compare the standard ultrasound vs Ac-
curo and the expert’s vs the novice’s measurements performed with the Accuro 
device. 

5. Results 

All the subjects completed the study. Mean age was 33.01 ± 5.51 years, mean 
gestational weight was 72.67 ± 12.51 Kg, mean height was 163 ± 6 cm, mean 
gestational BMI was 27.18 ± 4.35 and mean gestational age was 35.6 ± 2.6 weeks. 
All the patients were pimigravidae. 

Results are reported in Table 1. There were no differences in the mean depth 
of the epidural space as measured by the expert or the novice investigator with 
both the devices (standard ultrasound and Accuro) in both positions (sitting and 
lateral) at any intervertebral level. There were no differences between the ex-
pert’s and the novice’s measurements. 

In the Figure 3, Figure 4 the Bland Altman curves are reported that compare 
the overall results obtained by the novice and the expert investigator and the re-
sults obtained by the expert investigator with the standard ultrasound and the 
Accuro measurements. Horizontal lines are drawn at the mean difference and at 
the limits of agreement, which are defined as the Means Difference plus and 
minus 1.96 times the standard deviation of the differences. 

In all the graphs the mean is very close to 0.25 cm which was our pre-determined 
clinical difference end point. 

6. Discussion 

The use of preprocedural ultrasound has been extensively studied as a tool to 
 

Table 1. Depth of epidural space (cm). NS = not significant difference. 

  Accuro Standard Ultrasound 

  Expert Beginner Expert 

  Mean S.D. C.I. (95%) Mean S.D. C.I. (95%) Mean S.D. C.I. (95%) NS 

lateral 
L2-L3 4.4 0.76 4.32 - 4.47 4.3 0.72 4.22 - 4.37 4.8 0.61 4.70 - 4.83 NS 

L3-L4 4.7 0.76 4.62 - 4.77 4.6 0.76 4.52 - 4.67 5.0 0.67 4.93 - 5.06 NS 

seated 
L2-L3 4.4 0.60 4.33 - 4.46 4.5 0.62 4.43 - 4.56 4.7 0.77 4.65 - 4.80 NS 

L3-L4 4.8 0.64 4.73 - 4.86 4.8 0.67 4.73 - 4.86 4.9 0.77 4.80 - 4.95 NS 
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Figure 3. Bland Altman curve that compare the overall results obtained by the novice and 
the expert investigator with the Accuro measurements (depth of epidural space). 
 

 
Figure 4. Bland Altman curve that compare the overall results obtained by expert inves-
tigator with the standard Ultrasound and the Accuro measurements (depth of epidural 
space). 

 
improve epidural success rates in difficult patients by providing an additional 
tool to identify key neuraxial landmarks before needle insertion [10] [11] [12]. 
When associated to palpation-based methods, preprocedural ultrasound im-
proves first-attempt epidural success rates, reduces the number of needle passes, 
and accurately estimates the depth to the epidural space within approximate-
ly1cm [13] [14]. However, the evidence suggests that the acquisition and reten-
tion of neuraxial ultrasonography skills represents a major impediment to the 
widespread use of ultrasound for neuraxial bedsides procedures [7]. 

In addition, individuals performing the ultrasound imaging were study inves-
tigators who generally had high levels of experience and special interest in the 
field [15]. 
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Accuro is a pocket-sized, battery operated device consisting of an ultrasound 
system, ultrasound probe, and rotatable touch-screen display. It incorporates the 
SpineNav3D technology, to automate spinal bone landmark detection and depth 
measurements and to assess real-time scan plane orientation in 3D. 

In a previous study Tiouririne et al. [16] established the agreement between 
automated anatomical landmark detection of the lumbar spine by Accuro algo-
rithm and manual landmark identification with a portable V-Scan performed by 
experienced radiologists . 

Accuro detected  the epidural space with a sensitivity of 94.2% (95% confi-
dence interval [CI], 85.1% - 98.1%) and a specificity of 85.5% (95% CI, 81.7% - 
88.6%) and measured its depth with an error of approximately ±0.5 cm com-
pared to measurements obtained manually from the 2-dimensional ultrasound 
images. 

Our results indicated that the measurements of the epidural depth obtained by 
an expert with a standard ultrasound machine are comparable to those obtained 
by the Accuro, at any intervertebral level either in the sitting or in the lateral po-
sition with a difference less than 0.25 cm. 

These precision differences in accuracy might be due to different methods of 
collecting the data. In the study of Tiouririne, performed on a non homogeneous 
group of volunteers,  the cinevideo ultrasound data set recorded by an anesthe-
siologist expert in ultrasound who used a portable V-scan machine was ex-
amined by three independent radiologists. In our study a single expert physician 
made all the measurements on a homogeneous group of pregnant women at 
term. 

We believe this degree of accuracy is considered to be adequate for determin-
ing where to place the needle along the spine midline and for providing an esti-
mate of the depth to the epidural space. 

The primary impediment to widespread adoption of preprocedural ultraso-
nography for bedside epidural procedures appears to be its steep learning curve. 
Deacon et al. [17] and Margarido et al. [18] determined that fewer than 40%of 
trainees were able to identify an appropriate needle insertion location on a sub-
ject with normal BMI after comprehensive training by a team of experts. Image 
interpretation is even more difficult in obese and elderly patients due to de-
graded image quality, and key landmarks are only detectable by experts in 70% 
to 80% of obese patients [5]. 

Evidence suggests that ultrasound imaging of the spine by an experienced op-
erator can achieve an accuracy rate of >90% compared to 32% for novices [19]. 

The Accuro device has been introduced as a bedside, ready to use piece of 
equipment needing no prior expertise in ultrasounds.  In our study we demon-
strated that a novice with no experience in ultrasound may obtain, with the Ac-
curo device, the same accuracy and reliability when determining the epidural 
depth as that obtained by a blinded expert investigator. 

The goal of our study was to validate the ability of the Accuro ultrasound 
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scanner to detect the distance from skin to epidural space by comparing it to the 
golden standard (the standard ultrasound) and not to evaluate or to compare 
two such different technologies. The Accuro device is designed to visualize bone 
landmarks and provides only an automatic epidural location and depth and 
therefore cannot be compared to and used as an ultrasound machine but as a 
“pointer”. 

This study is not without limitations. Although the Accuro ultrasound system 
can acquire ultrasound images in any orientation, the lumbar spine algorithm 
only assists with anatomical landmark recognition when imaging in the trans-
verse plane. There is evidence that transverse plane imaging is sufficient for 
identifying the midline and depth to the epidural space [5] but imaging in lon-
gitudinal and sagittal orientations has also been shown to improve efficacy [20] 
[21]. In addition, the deepest epidural space observed in our study was less than 
5 cm deep, and it is not representative of the most difficult patients, such as the 
obese. 

Our study was performed with healthy term parturients during their antenatal 
visit and not on obese parturients, therefore no conclusion may be drawn from 
our results as far as this type of more challenging patients is concerned. 

Given that this was an imaging-only study in volunteers, the reported depths 
measured from the ultrasound images should be validated by further studies to 
evaluate the true depths confirmed by needle placement. 

7. Conclusion 

In conclusion, we have demonstrated that this handheld ultrasound system with 
3D spine navigation technology can automatically identify the key neuraxial 
landmarks within ultrasound images of the lumbar spine acquired in the trans-
verse plane and measure the epidural depth with the same accuracy as the stan-
dard ultrasounds. We have also demonstrated that the measurements may be ra-
pidly and adequately obtained by a novice who had never used ultrasounds pre-
viously. 
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