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ABSTRACT 

We conducted an in vivo pilot study to evaluate the 
pressure exerted by a feminine hygiene pad worn in 
the traditional way in the genital area and behind the 
knee, as measured using a novel pressure sensor de- 
vice. The purpose was to determine whether pressure 
measured behind the knee correlated with genital 
pressure, thereby showing that behind-the-knee pres- 
sure measurements could be extrapolated to genital 
pressures recorded under clinical in-use conditions. 
Four female volunteers wore each of 3 currently mar- 
keted feminine hygiene pads and the sensors on the 
genital area and behind the knee while walking, sit- 
ting, and standing for approximately 2 minutes of 
each activity. Four participants completed the walk- 
ing and sitting portions of the study and three com- 
pleted the walking, sitting, and standing portions. The 
pressure data collected for all 3 pads in both the 
genital and BTK locations were similar inn both 
clinical tests. The preliminary results obtained in this 
clinical pilot study successfully confirm that pressure 
exerted from feminine hygiene pads in the BTK clini- 
cal test model is very similar to real product wear 
conditions. 
 
Keywords: Assessment of Pressure; Catamental PADS; 
BTK; Sensors 

1. INTRODUCTION 

Products and substances that contact the skin have the 
potential to cause irritation, such as burning, itching, 
erythema, edema, and eschar formation resulting from 
mechanical contact with the skin, such as friction and 
pressure. Many consumer personal hygiene products, 
such as menstrual protection pads and diapers, are worn 
in close proximity to the skin and sometimes for pro- 
longed periods; thus, these products have the potential 

for causing irritation while at the same time, providing 
the intended protection for the wearer.  

We developed a test method for evaluating the skin 
effects of catamenial products eliminated some difficul- 
ties of in-use clinical testing yet still provide reliable 
results of the potential irritant effects [1]. The Behind- 
the-Knee (BTK) test method evaluates the inherent 
chemical irritation potential of materials or products, in 
addition to the potential for mechanical irritation. This 
test method has been proven to be a suitable and valid 
test for assessing mechanical irritation from prolonged 
skin contact and friction caused by movement, reliable in 
identifying irritating materials, and consistent in differ- 
entiating between irritating and non-irritating materials 
[1]. Subsequent studies of the BTK clinical method have 
further validated its utility in assessing the irritant poten- 
tial of personal hygiene products [2-5]. The BTK test 
protocol has been described in previous publications. [2], 
and in the American Society for Testing Materials (ASTM) 
standard protocol [6]. 

The present study evaluated the pressure exerted by a 
feminine hygiene pad worn in the traditional way in the 
genital area, as well as a pad worn BTK, using a novel 
pressure sensor device. The pressure sensor is designed 
to detect pressure in prosthetic devices, clothing, and 
diapers, but has never been used directly on the skin in 
the genital and BTK sites. 

2. MATERIALS AND METHODS 

2.1. Study Design and Methodology 

This was an unblinded, nonrandomized, longitudinal 
methods development study evaluating the pressure ex- 
erted by a feminine hygiene pad worn in the genital area, 
as well as BTK. The area behind the knees was screened 
for any cuts, scratches, rashes, sunburn, acne, abrasions, 
scar tissue, tattoos. The knee circumference was meas- 
ured to determine the appropriate knee brace size in ac- 
cordance with the manufacturer’s sizing guidelines.  

The Tekscan™ sensor (Prosthetic Model 9801, Tek- 
scan, Inc., South Boston, MA, USA) consists of two thin, 
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flexible laminated polyester sheets (approximately 0.1 
mm thick) that have electrically conductive electrodes 
deposited in varying patterns (Table 1). The inside sur- 
face of one sheet forms a row pattern while the inner 
surface of the other employs a column pattern. The spac- 
ing between the rows and columns varies according to 
sensor application and can be as small as ~0.5 mm. The 
sensor was trimmed and slit into 6 independent strips of 
16 sensing cells each. The sensor technology includes thin, 
film-based sensors, data acquisition hardware, and software. 

To measure the genital pressure, a sensor was applied 
by a medical professional vertically on either side of the 
labia majora using individual strips of tape, Tegaderm™ 
(3 M, St. Paul, MN, USA) (Figures 1(a) and (b)); prior 
to application, the genital area was cleaned using a wet- 
ted Bounty Paper Towel and then dried using a dry paper 
towel. A 6” × 8” piece of tape cut into strips was used to 
adhere each of the 6 columns of the sensor independently 
to the test sites. One section of the sensor contains 3 
strips of 16 individual pressure units. Once the sensor 
was in place in the genital area, the participant applied 
one of three currently marketed feminine hygiene pads 
(Always Infinity®, Always® Maxi and Ultra Thin; Proc- 
ter & Gamble Co., Cincinnati, Ohio, USA) to a pair of 
underwear (Fruit of the Loom™, Fruit of the Loom, Inc.). 
Denim jeans (provided by the subject) were worn over 
the underwear. The sensor was connected to a laptop 
computer to record output. While recording, the subject 
was asked to stand, walk, and sit as she normally would 
for approximately 2 minutes for each activity and for 
each pad tested. Once the genital measurements are 
completed, the sensor was removed and disposed of in a 
biohazard container.  

To measure the BTK pressure, a new sensor was ap- 
plied by study staff horizontally to the BTK area using 
individual strips of tape, similar to the procedure used for 
the genital area. As in the genital pressure assessment, 
with the sensor is in place, staff applied one of three 
feminine hygiene pads BTK held in place with the ap- 
propriately sized bandage (Ace™, 3 M, St. Paul, MN, 
USA). The sensor was connected to a laptop computer to 
record output. While recording, the participant was asked 
to stand, walk, and sit as she normally would for ap- 
proximately 2 minutes/each activity. The timing of the 
commencement of the different activities was recorded  

and the process repeated for each pad tested. The same 
sensor was used for all pads worn in the BTK area. Once 
the BTK measurements were completed, the sensor was 
removed and disposed. 

2.2. Study Participants 

Qualified volunteer participants (women) were enrolled 
from a local hospital’s volunteer panelist database. The 
trial was conducted during a single visit for each partici- 
pant. At that visit, participants’ eligibility to participate 
was determined according to inclusion and exclusion 
criteria and written informed consent was obtained. The 
exclusions were: 1) Pregnancy (self-reported); 2) Cuts, 
scratches, rashes, sunburn, acne, abrasions, scar tissue,  
 

 
(a) 

 
(b) 

Figure 1. (a) Genital sensor position; inside rectangle indicates 
feminine hygiene pad position; (b) Behind-The-Knee (BTK) 
sensor position; inside rectangle indicates horizontal position of 
feminine hygiene pad over sensor. 

 
Table 1. Dimensions for the Tekscan™ model 9801 sensor. 

General Dimensions (inches)  Sensing Region Dimensions    Summary 

L W A  MW MH CW CS Qty. RW RS Qty.  
Total 

Sensels 
 

Sensel Spatial 
Resolution 

24.5 3.0 15.48  3.0 8.0 0.25 0.5 6 0.31 0.5 16  96  4.0 sensel/in2

Key: L = overall length; W = overall width; A = tab length; MW = matrix width; MH = matrix height; CW = column width; CS = column spacing; RW = row 
idth; RS = row spacing. w   
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tattoos, or any other skin abnormality at the test sites that 
could potentially interfere with interpretation of test re- 
sults; 3) Known irritancy or discomfort in the area be- 
hind the knee or in the lower leg that would prevent the 
subject from wearing a knee brace for 1 hour each day 
during their study participation (e.g., substantial leg ache 
after standing); 4) Any type of malignancy, any heart 
and/or circulatory disease, defect or condition (including 
blood clots) (self-reported); 5) Leg varicosities which 
would interfere with the subject wearing a knee brace for 
up to 1 hour each day during their trial participation; 6) 
Knee circumference measurement > 21 inches; 7) Known 
allergies to tape(s) and/or adhesives; 8) History of any 
recent and/or chronic edema or arthritis in the lower ex- 
tremities. 

3. RESULTS 

Four participants completed the walking and sitting 
portions of the study and of those participants, only three 
completed a standing portion. The average pressures for 
the genital and BTK sites for each pad are shown in 
Table 2. The pressure data collected for all 3 pads in 
both the genital and BTK locations resulted in similar 
results (Figures 2-4). The Always® Ultra Thin, Always 
Infinity®, and Always® Maxi pads showed correspond- 
ing decreasing pressures, respectively, for the different 
activities. There were no adverse events. 

4. DISCUSSION 

The BTK clinical test method has been established as a 
valid and reliable tool to assess both the inherent chemi- 
cal irritation potential of materials and products and the 
potential for mechanical irritation. This test method has 
been proven to be a suitable and valid test for assessing 
mechanical irritation from prolonged contact with the 
skin and friction caused by movement, reliable in identi- 
fying irritating materials, and consistent in differentiating 
between irritating and non-irritating materials [1]. Fur- 
thermore, the skin behind the knee—although of differ- 
ent composition than the genital mucosa—has been shown 
to be a valuable and reliable alternative to clinical in-use 
testing of catamenial products directly on the genital area 
[4]. This is an especially important and valuable benefit 
of BTK test site, because conducting clinical in-use test 
of menstrual hygiene pads can be logistically difficult. In 
addition, in-use testing often must coincide with the par- 
ticipants’ menstrual cycles, which can delay availability 
of results for 4 - 5 weeks. Because genital skin irritation 
is graded by visual assessment, in-use clinical testing can 
be intrusive to the participants, and each participant can 
test only one product at a time [4]. 

In continuing efforts to further validate the BTK 
method, this study sought to determine whether this  
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Figure 2. Comparison of Behind-The-Knee (BTK) 
vs genital product/body pressure: sitting. 
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Figure 3. Comparison of Behind-The-Knee (BTK) 
vs genital product/body pressure: walking. 
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Figure 4. Comparison of Behind-The-Knee (BTK) 
vs genital product/body pressure: standing. 

 
method would prove valuable in evaluating pressure (in 
psi) caused by feminine hygiene pads on the genital area 
during sitting, standing, and walking. The pressure sen- 
sor used was designed to detect pressure to assist in 
prosthetic fit assessment, handgrips, clothing fit, diaper, 
and pressure garments. This pilot study is the first to use 
the sensor applied directly to genital and BTK skin for 
pressure detection from a feminine hygiene pad and to 
determine the BTK site’s accuracy in mirroring the re- 
ults obtained directly from the genital area. s 
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Table 2. Average pressures in psi for walking, sitting, and standing. 

Pad Type 
 

Always® Maxi Always® Ultra Thin Always Infinity® 

Activity Participants BTK Genital BTK Genital BTK Genital 

Walking n = 4 0.18 0.16 0.17 0.17 0.22 0.18 

Sitting n = 4 0.54 0.42 0.67 0.40 0.80 0.50 

Standing n = 3 0.18 0.17 0.20 0.19 0.21 0.24 

 
The results of this study indicate that the BTK test site 

can be utilized as an alternative test site to the genital 
area to determine pressure resulting from feminine hy- 
giene pads. Although this study did not attempt to evalu- 
ate/grade any potential irritation resulting from the pres- 
sure of the pads, the BTK test has been established pre- 
viously to be a valid and reliable site to evaluate irritative 
effects of materials and substances that can be extrapo- 
lated to the genital mucosa. 

In conclusion, the preliminary results obtained in this 
clinical pilot study successfully confirm that pressure 
exerted from feminine hygiene pads in the BTK clinical 
test model is very similar to real product wear conditions. 
In addition, it continues to confirm the usefulness and 
robustness of the BTK test as a clinical test model for 
urogenital skin effects and replacement of more cum- 
bersome, long and expensive in-use clinical studies. 
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